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ABSTRACT 


The  significance  of  four  controlled  variables  in  the  technique  used  to 
precrack  Charpy  specimens  is  determined  by  analyses  of  seven  response  vari- 
ables computed  from  results  of  slow-bend  tests  of  metallic  materials.  The 
variables  include  crack  size,  stress-intensity  factor  at  the  start  of  pre- 
cracking, notch  preparation  prior  to  precracking,  and  material.  All  four 
variables  are  shown  here  to  be  significant  for  more  than  one  of  the  computed 
responses.  All  seven  responses,  each  representing  alternative  methods  for 
evaluations  of  fracture  toughness,  were  evaluated  for  each  test.  These 
responses  are  based  either  on  a single  value  of  load  or  on  energy  absorbed  in 
the  test.  The  results  can  be  summarized  in  three  major  conclusions:  (1) 

All  seven  computed  responses  are  linearly  related  to  crack  size  and  the  sensi- 
tivity to  crack  size  depnds  on  the  choice  of  response  parameter  and  on  the 
material.  (2)  Precracking  at  either  very  high  or  very  low  levels  of  stress- 
intensity  factor,  K^,  are  to  be  avoided.  (3)  For  the  three  methods  of  notch 
preparation,  the  effects  of  notch  preparation  were  largely  not  significant, 

This  work  is  the  result  of  a study  conducted  by  ASTM  Task  Group  E24.03.03 
and  members  of  eight  participating  laboratories. 
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1 . Background 


A proposal  for  standardization  of  a precracked  Charpy  impact  test 
was  made  by  the  Executive  Committee  of  ASTM  Committee  E24,  in  January  of 
1971,  and  Task  Group  E24.03.03  was  formed  to  deal  with  this  problem.  The 
task  group  drafted  a preliminary  document  titled,  "Proposed  Method  for 
Precrack  Charpy  Impact  and  Slow-Bend  Testing  of  Metallic  Materials," 
which  required  experimental  work  to  determine  the  significance  of 
variables  in  the  fatigue  precracking  procedures  prescribed  in  the 
proposed  method.  The  "best  procedures"  for  fatigue  precracking  had  to  be 
established.  Further,  the  expected  variability  of  test  results  had  to  be 
determined  for  a multiplicity  of  laboratories  using  a prescribed  test 
method. 

At  the  request  of  the  Chairman  of  Task  Group  E24.03.03,  the  authors, 
from  the  National  Institute  of  Standards  and  Technology  (NIST),  fomerly 
the  National  Bureau  of  Standards  (NBS),  furnished  a proposed 
statistically  designed  experiment  for  determining  the  significance  of 
four  precracking  variables  on  results  of  tests  conducted  with  fatigue 
precracked  Charpy  specimens.  This  proposal  included  three  levels  for 
each  of  the  four  variables  (here  called  factors).  The  factors  and  their 
levels  were  later  modeified  at  meetings  of  the  Task  Group  before  test 
specimens  were  prepared.  In  addition,  the  proposal  specified  two  methods 
of  testing,  slow-bend  and  impact;  together,  these  proposed  tests 
comprised  what  the  Task  Group  called  Phase  I of  their  testing  program. 

This  is  an  analysis  of  the  results  of  the  slow-bend  tests  conducted 
for  Phase  I.  At  the  time  that  this  work  was  being  planned,  a report 
published  by  the  National  Materials  Advisory  Board  [3]  recommended... 
"that  the  fatigue-precracked  Charpy-size  specimen,  tested  in  slow  bending 
to  measure  the  ratio  of  specimen  strength  to  either  the  yield  strength  or 
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the  ultimate  tensile  strength  of  the  material  (ASTM  E 399)  be  utilized, 
when  applicable,  for  establishing  correlation  with  plane-strain  fracture 
roughness  and  minimum  acceptance  standards  in  quality-control  programs. 

To  foster  implementation  of  this  recommendation,  the  Committee  urges  that 
the  test  method  be  standardized  as  soon  as  practicable..."  The  Phase  I 
test  program  was  distinguished  from  other  extensive  research  programs 
[1,2]^  that  have  used  precracked  Charpy  specimens,  as  the  objective  of 
this  program  is  to  establish  the  effects  of  precracking  variables.  The 
proposed  Phase  II  effort  was  to  be  conducted  by  many  laboratories  to 
establish  a lab-to-lab  variability  for  precracked  Charpy  test  results. 

Charpy  test  specimens  used  in  this  program  (shown  in  Fig.  1)  differ 
from  the  standard  ASTM  E 23-66  type  A,  V-notch  Charpy  specimen:  (1) 
Charpy  specimens  for  this  program  (Fig.  lA)  contain  a fatigue  precrack; 
in  this  respect  they  are  similar  to  valid  plane-strain  facture  thoughness 
specimens  (ASTM  E 399),  while  the  standard  Charpy  specimen  is  not 
precracked;  and  (2)  the  standard  V-notch  root-radius  of  .25  mm  (0.010  in) 
is  here  modified  in  various  ways  (Fig.  IB)  to  facilitate  crack  initiation 
under  fatigue  loading. 

This  analysis  was  completed  in  1981.  While  the  results  of  this 
study  and  analysis  have  been  made  available  to  various  ASTM  workers  for 
committee  activities,  some  of  this  and  related  information  will  be 
published  in  ASTM  STP  1072,  Charpy  Impact  Test  - Factors  and  Variables, 
where  it  will  be  available  for  use  in  the  development  of  test  methods  and 
in  future  studies.  This  internal  report  contains  data  and  other 
information  not  available  in  the  ASTM  article. 

figures  in  brackets  indicate  the  literature  references  at  the  end  of 
this  paper. 
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2.  Test  Matrix 


In  the  proposed  Phase  I program,  each  of  three  materials  are  des- 
ignated to  be  tested  after  being  precracked  in  the  various  ways  spec- 
ified in  the  proposed  test  matrix,  table  1.  These  specified  precracking 
variables  are  notch  preparation  (NP),  stress- intensity  factor  at  the 
start  of  precracking  (K^  maximum),  and  crack  size  (a).  Each  pre- 
cracking variable  is  controlled  at  three  levels,  which  are  coded  1,  2, 
and  3 in  the  proposed  matrix.  Thus,  there  are  a total  of  four  factors 
and  three  levels  per  factor  in  the  experimental  design.  In  addition, 
replicate  specimens  are  specified  for  each  test  condition.  The  actual 
numbers  of  specimens  tested  at  each  condition,  given  in  table  2 to  be 
discussed  later,  differ  slightly  from  the  proposed  2 replicate  tests  per 
condition  indicated  in  table  1. 

Historically,  the  proposed  test  matrix  was  developed  from  a matrix 
suggested  by  tne  NIST  authors  working  in  cooperation  with  members  of  ASTM 
TG  E24.03.03.  From  that  NIST  test  matrix,  proposed  matrix  of  table  1 
was  developed  by  the  Task  Group,  which  finalized  the  levels  of  the 
factors  in  the  matrix.  While  the  number  of  test  conditions  had  to  be 
limited  for  economy,  this  matrix  contains  all  factors  and  levels  deemed 
by  the  task  group  to  be  necessary  to  determine  the  effects  of  the  vari- 
ables commonly  encountered  in  fatigue  precracking  of  Charpy  specimens. 
2.1  Materials 

Three  materials  included  in  the  Phase  I program  are  an  aluminum 
alloy  (2419-T851)  in  the  aged  condition,  a titanium  alloy  (Ti-6A1-4V)  in 
the  annealed  condition,  and  an  18  NiCoMo  steel  [AL  MAR  18  (200)]  in  the 
managed  condition.  These  materials  are  referred  to  here  as  Aluminum, 
Titanium,  and  Steel,  and  they  are  coded  4,  5,  and  6,  respectively,  for 
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purposes  of  computer  sorting  and  analysis  and  for  presentations  made  in 
the  Appendices.  They  are  also  coded  A,  T,  and  S in  some  data  plots. 

Their  chemical  compositions  are  given  in  table  3. 

The  following  heat  treatments  were  given  prior  to  precracking: 
"Aluminum"  is  the  aluminum  alloy,  as  mill  treated  to  the  851  con- 
dition. Typical  treatment  [4]  for  the  851  condition,  in  a similar 
(2219)  alloy  is:  solution  treat  535  C (995  F),  stretch,  and  age  at  177 
C (350  F),  18  h at  temperature.  "Titanium"  is  the  titanium  alloy  as 
solution  treated,  at  927  C (1700  F),  4 h,  furnace  cooled  38  C/h  (100  F/h) 
to  315  C (600  F),  and  air  cooled  to  room  temperature.  "Steel"  is  the 
maraged  steel,  as  solution  annealed  and  then  aged  at  488  C (910  F),  4 h. 

Mechanical  properties  of  the  materials  are  given  in  tables  4 and  5. 
Properties  listed  in  table  4 are  those  used  for  calculations  made  in  the 
preparation  of  this  report,  after  the  completion  of  all  slow-bend  tests. 
Table  5 gives  nominal  properties  used  for  preliminary  calculations  of 
allowable  stress- intensity  factors  for  fatigue  precracking,  maximum. 

Reference  values  of  fracture  toughness  for  these  materials  were 
furnished  from  tests  conducted  with  the  Compact  Tension  Specimen  (CTS). 
The  results  of  these  tests,  given  in  table  4,  indicate  that  not  all  test 
results  meet  the  validity  requirements  of  E 399.  The  tests  were  conduc- 
ted in  accordance  with  ASTM  Method  E 399  [5];  and  according  to  the 
Method,  the  results  are  either  valid  and  are  referred  to  as  Kj^,  plane- 
strain  fracture  toughness,  or  they  are  not  valid  and  are  referred  to  as 
Kq.  Table  4 gives  the  particular  requirement  that  was  not  met  for  each 
test  that  failed  the  E 399  validity  requirements.  For  simplicity  in 
this  writing,  these  reference  values  of  K will  be  referred  to  as  Kj^ 
values,  even  though  some  of  the  results  are  actually  termed  Kq  test 
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results  by  Method  E 399.  In  this  report,  these  reference  values  are 
used  to  assess  the  accuracy  of  the  various  responses  (K  values)  computed 
from  results  of  Charpy  tests. 

For  Aluminum,  the  two  reference  values  given  In  table  4 for  the 

CIS  tests  are  averaged  to  obtain  a single  reference  for  all  Aluminum 

1/2 

Charpy  specimens.  These  two  results  are  39.3  and  38.4  ksl  (In)  , obtained 

from  specimens  of  dimensions  1.5  x 3 x 3,6  In,  which  were  taken  from  a 

plate  sample  (designated  411081)  that  was  rolled  to  1.5-1n  thickness. 

These  results  are  about  the  same  magnitude  as  results  of  38.9  and  38.5 
1/2 

ksl  (In)  obtained  from  specimens  of  dimensions  0.5  x 3 x 6 In,  which  were 
taken  from  the  plate  sample  (designated  411060)  that  was  rolled  to 
0.5-1n  thickness  and  from  the  same  cast  as  that  of  plate  411081.  Al- 
though the  Charpy  specimens  were  actually  taken  from  the  0.5-1n-th1ck 
plate,  the  reference  values  obtained  from  specimens  taken  from  the 
1.5- In- thick  plate  were  used  as  the  reference  values  In  this  report. 

This  was  done  because  the  values  of  foT'  l^he  tests  of  the  0.5- 

In-thlck  plate  were  relatively  high,  about  1.7,  whereas  those  from  the 
1.5- In- thick  plate  nearly  met  the  E 399  requirement  of  Pj^/Pq  < l-l* 

For  Titanium,  the  CTS  test  results  represent  two  specimen  orlenta- 

1/2 

tions,  longitudinal  (LT)  with  values  of  77.9  and  80,2  ksl  (In)  , which  are 
designated  R and  L respectively  (see  table  4),  and  transverse  (TL)  with 
values  of  77.4  and  85.5,  which  are  designated  W and  T respectively. 

Charpy  specimens  of  Titanium  were  taken  from  the  broken  halves  of  the 
l-3/8-1n-th1ck  CTS  specimens  used  to  obtain  the  reference  values. 

It  was  noted  that  these  values  vary  over  a broad  range  from  77.4  to 
85.5,  and  the  difference  between  these  two  values  Is  large,  being  about 
14  percent  of  the  smaller  one.  Further,  the  smallest  value  represent  a 
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CIS  test  result  with  Pj^/Pq  equal  to  1.54,  and  this  Is  a wide  departure 
from  the  E 399  requirement  of  Pj^/Pq  < 1-1,  and  in  this  regard  this  CIS 
is  unique  among  all  the  specimens  tested  In  this  Phase  I program.  In 
addition.  Initial  correlations  made  with  the  data  of  CIS  and  Charpy 
tests  indicated  that  Improved  correlations  would  result  from  the  use  of 
four  Individual  reference  values  for  Titanium  with  each  CTS  result 
being  used  as  a reference  only  for  the  data  obtained  from  Charpy  speci- 
mens taken  from  that  CTS.  Hence,  In  the  analyses  presented  here,  the 
reference  for  each  Charpy  specimen  of  Titanium  Is  the  result  of  Its 
parent  CTS. 

For  Steel,  three  CTS  test  results  are  averaged  to  obtain  a single 

1/2 

reference  value  of  120.5  ksi  (in)  for  Steel  Charpy  specimens.  The  Charpy 

specimens  were  taken  from  the  same  plate,  at  adjacent  locations,  and  in 

the  transverse  (TL)  orientations.  Results  of  the  CTS  tests  Indicate 

2 

that  the  E 399  requirement,  B > 2.5  (Kj^/ay)  , was  not  met  for  this 
material,  and  this  Is  the  only  material,  among  the  three  tested,  that 
failed  the  ASTM  thickness  requirement. 

2.2  Laboratory  Variabilities 

The  tasks  undertaken  by  each  of  eight  laboratories  that  partici- 
pated in  the  Phase  I program  are  outlined  in  table  6.  One  objective  of 
this  program  was  to  conduct  the  Charpy  tests  as  though  only  a single 
laboratory  had  done  the  work.  In  keeping  with  this  objective,  only  one 
laboratory  can  be  involved  for  each  step  of  the  procedures  of  prepara- 
tion and  testing  of  specimens,  and  analysis  of  the  data,  except  for 
those  steps  for  which  ASTM  prescribed  methods  are  applicable.  In  prac- 
tice, this  objective  was  largely  met  even  though  five  of  the  labora- 
tories participated  in  Charpy  related  tasks  (see  table  6).  However, 
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some  discrepancies  did  arise.  Precracking  of  Charpy  specimens  was  done 
at  two  laboratories  due  to  an  unforseen  problem.  After  the  specimens  of 
Titanium  and  Aluminum  had  been  precracked,  it  was  found  that  although 
the  rough  machining  of  the  specimens  of  the  maraging  steel  had  been  done 
in  accordance  with  the  applicable  ASTM  specification,  the  lengths  of 
these  specimens  were  on  the  short  side  of  the  specification  tolerances. 
These  shorter  specimens  could  not  be  properly  precracked  in  the  machine 
that  had  been  used  for  specimens  of  the  other  two  materials.  Therefore, 
a second  laboratory  precracked  the  Steel  specimens.  As  a result,  not 
only  were  different  equipment  and  personnel  involved,  but  slightly 
different  criteria  were  used  for  the  stress- intensity  factor  in  fatigue 
precracking.  These  differences  are  described  later,  in  Section  2.4. 

Other  procedures  with  potential  for  giving  rise  to  undesirable 
lab-to-lab  procedural  effects  were  generally  controlled  closely  enough 
so  that  they  are  considered  to  have  no  significant  effects  on  the  test 
results.  Mechanical  machining  and  notching  was  done  at  two  labora- 
tories, but  under  the  close  tolerances  of  the  ASTM  specifications  for 
root  radius,  notch  angle,  and  notch  depth.  Data  reduction  from  records 
of  the  load  vs.  displacement  was  done  by  similar  methods  at  two  labora- 
tories, but  only  after  the  principals  involved  had  agreed  upon  a single 
method  for  the  reduction  process. 

2. 3 Notch-Preparation  Factor 

The  notch-preparation  (NP)  factor  in  the  experimental  design  has 
three  levels,  as  shown  in  figure  1,  which  are  coded  1,  2,  and  3 for 
purposes  of  computer  sorting  and  analysis  of  the  data.  Each  of  these 
levels  is  a method  by  which  a Charpy  V-notch  is  prepared  prior  to  pre- 
cracking.of  the  test  specimen.  Level  1 is  a standard  0.25  mm  (0.010  in) 
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root- radius  V-notch  modified  by  sharpening  the  root  of  the  notch  with  a 
razor  blade.  Level  2 is  a nonstandard  V-notch  of  .125  mm  (0.005  in) 
root-radius.  Level  3 is  a standard  0.25  mm  (0.010  in)  root-radius 
V-notch  modified  by  sharpening  the  notch  root  to  about  0.05  mm  (.002  in) 
root-radius  by  electric  discharge  machining  (EDM),  using  a razor  blade 
as  an  electrode  placed  just  above  the  notch  in  the  EDM  process. 

2. 4 Stress-Intensity  Factor  at  Start  of  Precrackinq 

The  stress-intensity  factor  at  the  start  of  precracking  (K^  maxi- 
mum) was  controlled  at  three  levels  for  each  material  in  the  proposed 
test  matrix.  The  three  levels  are  dependent  upon  properties  of  the  ma- 
terials, as  described  below.  To  compute  the  proposed  levels,  first  a 
stress-intensity-factor  parameter  here  called  "K  smallest"  is  computed 
by  using  three  formulae: 

*^(1)  ^ ^ *^Ic  (in)^^)  (1) 

fC(2)  = CT.OQZ  X E (ksi  (in)^'^^)  (2) 

and 

= 0.57  (ksi  (in)^/^),  (3) 

where  ^nd  aY2  are  static  yield  stress  in  ksi  at  the  precracking 
temperature  and  at  the  Charpy  slow-bend  test  temperature,  respectively, 
and  E is  the  elastic  modulus  in  psi.  Table  5 shows  values  used  for 
these  constants  and  results  of  the  K calculations  for  each  of  the  three 
materials.  The  smallest  of  these  calculated  K values  is  called  K 
smallest.  Then,  loads  at  the  start  of  precracking  are  computed  to  give 
the  following  proposed  values  of  Ky  maximum  (the  value  at  the  start  of 
precracking  in  a constant-deflection  machine):  K smallest,  (2/3)K 


8 


smallest,  and  (1/3)K  smallest.  These  maximum  values  are  coded  3,  2, 
and  1,  respectively,  for  purposes  of  computer  sorting  and  analysis  of 
data  within  each  material.  This  is  shown  in  table  7 which  gives  the 
fatigue  precracking  levels,  and  their  codes  used  for  sorting  and  analy- 
sis of  data  within  a material.  While  three  levels  (coded  3,  2,  and  1) 
are  indicated  (in  the  table)  for  analyses  within  each  material,  a total 
of  4 levels  are  indicated  for  combined  materials:  Aluminum  and  Steel 
have  levels  3,  2,  and  1,  and  Titanium  has  levels  2,  1,  and  0.  This 
coding  became  necessary  for  combined  results  because  the  actual 

maximum  levels  used  for  Titanium  are  different  from  (lower  than)  the  proposed 

1/2 

maximum  levels.  The  highest  actual  level  for  Titanium  is  20  ksi  (in)  , 
which  is  nearly  equal  to  (2/3)K  smallest,  the  proposed  code  2;  the  next  actual 
level  for  Titanium  is  nearly  equal  to  (1/3)K  smallest,  which  is  the 
proposed  code  1;  and  the  lowest  actual  level  for  titanium  is  much  lower 
than  any  other  levels  used  in  these  tests.  Thus,  for  combined  mater- 
ials, the  analysis  requires  four  levels,  coded  3,  2,  1,  and  0. 

Further,  as  noted  in  table  7,  for  Steel  the  three  actual  levels  are 
slightly  higher  than  the  proposed  levels,  on  average.  In  addition,  for 
Steel  specimens,  maximum  was  measured  at  the  finish  of  precracking, 
whereas  levels  of  maximum  for  Aluminum  and  Titanium  were  measured  at 
the  start  of  precracking.  In  the  precracking  machines  used  for  this 
Phase  I program,  K decreases  slightly  as  crack  length  increases,  so  that 

at  the  finish  of  precracking  is  slightly  lower  than  that  at  the 
start.  Thus,  for  a short  crack  length,  at  the  start  of  precracking 
would  be  slightly  greater  than  "maximum"  tabulated  for  the  Steel;  and 
for  longer  cracks,  maximum  at  the  start  of  precracking  is  greater 
still.  Thus,  actual  maximum  levels  for  each  material  represent 
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different  fractions  of  the  K smallest  computed  for  the  proposed  levels. 
These  fractions  are  called  the  ratio  and  they  are  greatest  for  the 
Steel  specimens  and  least  for  the  Titanium  specimens,  and  they  are 
grouped  into  3 levels  for  each  material  and  into  4 levels  for  combined 
materials. 

2. 5 Crack  Size  Factor 

The  test  matrix  gives  three  levels  for  the  crack-size  factor  (a) 
used  in  calculations.  These  levels  of  a are  coded  as  follows: 

Code  1:  a = 2.5  to  3.6  mm  (0.097  to  0.140  in) 

Code  2:  a = 3.6  to  4.6  mm  (0.1405  to  0.180  in) 

Code  3:  a = 4.6  to  6.1  mm  (0.1805  to  0.242  in) 

The  lower  bound  for  Code  1 was  established  as  follows.  After 
testing  had  been  completed,  it  was  observed  that  a crack  was  never 
initiated  in  some  specimens  fatigue  cycled  at  the  lowest  level  of 
maximum;  further,  during  a preliminary  screening  of  the  data,  results 
for  specimens  with  a less  than  2.48  mm  (0.097  in)  were  found  to  be 
more  highly  variable  and  in  this  respect  inconsistent  with  the  data  for 
specimens  with  a between  2.48  and  6.15  mm  (0.097  and  0.242  in).  Thus  a 
lower  limit  on  a and  2.48  mm  (0.097  in)  was  set  for  purposes  of 
this  analysis.  Data  for  specimens  below  this  limit  are  not  included 
here.  No  upper  limit  was  warranted  for  a. 

2.6  Actual  Number  of  Tests  Conducted 

The  actual  number  of  tests  conducted  for  each  test  condition  is 
given  in  table  2.  The  two  replicate  specimens  specified  in  the  proposed 
test  matrix  were  actually  tested  except  for  selected  cases,  especially 
those  involving  code  1,  the  lowest  stress-intensity  level  (K  small- 
est/3).  The  code  1 tests  actually  conducted  include  only  about 
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half  of  the  proposed  tests;  of  the  9 replicate  tests  proposed  for  each 
material,  actual  replicate  results  include  only  one  for  Aluminum,  three 
for  Titanium  and  eight  for  Steel.  These  deficiencies  are  reportedly  due 
to  difficulties  commonly  encountered  in  the  process  of  precracking  at 
very  low  K levels  in  tough  materials.  Further,  a total  of  54  specimens 
were  proposed  for  tests  of  each  material,  and  while  51  specimens  of  the 
Steel  were  tested,  the  number  of  specimens  tested  for  the  other  ma- 
terials was  lowei — 43  Aluminum  and  44  Titanium.  The  deficiencies  in  the 
numbers  of  tests  for  each  of  these  materials  are  mainly  in  the  code  1 
level,  and  the  analysis  of  the  results  for  code  1 are  adversely 
affected  by  these  deficiencies. 

3-  Test  Procedures 

Precracked  Charpy  specimens  were  tested  in  three-point  bend,  using 
a bend  test  fixture  with  the  geometry  and  dimensions  recommended  in  ASTM 
Designation  E 23-72  for  Charpy  impact  testing.  No  movable  support  pins 
are  used  in  this  fixture,  which  uses  two  anvil  blocks  to  provide  support 
at  a fixed  span.  The  cross-head  speed  was  2.5  mm/min  (0.10  in/min). 

Load  and  displacement  were  measured  and  plotted.  The  load  was  taken 
from  the  load  cell  of  the  test  machine  and  the  displacement  was  measured 
using  a transducer  (LVDT)  placed  between  the  top  and  bottom  plates  of 
the  bend  test  fixture,  as  shown  in  figure  2.  Therefore,  while  the 
measured  displacement  represents  the  displacement  of  the  specimen,  the 
measurement  is  affected  by  the  compliance  of  the  test  machine. 

After  each  slow-bend  test,  the  test  response  was  computed  using  the 
raw  data  obtained  from  the  broken  halves  of  the  Charpy  specimen  and  the 
load-displacement  test  records.  If  the  specimen  was  not  fractured  into 
two  pieces  during  the  test,  this  was  done  using  liquid  nitrogen  coolant 
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jS'fster  the  test.  Load  P,  displacement  6,  and  energy  absorption  E (area 
;0nder  the  P-6  plot)  were  measured  using  a digitizer  to  trace  along  the 
p-lS.plot  of  the  test  record.  From  the  raw  data,  various  fracture  tough- 
jness  test  responses  were  computed.  These  responses  are  here  designated 

, K^,  and  and  are  computed  by  methods  des- 

cribed in  section  4 of  this  report.  As  is  shown  in  figure  3,  each  re- 
sponse is  based  on  one  of  three  principal  measurements,  total  energy 
(Ej),  energy  to  maximum  load  or  EjJ^)  or  a single  value  of  load  (P^^  or 


Kq, 


PM’  ''Q’ 


To  compute  the  response  Kq,  the  total  energy  E^  (fig-  3A)  is 
measured.  Ej  is  taken  to  be  the  area  under  the  curve  from  the  start  of 
test  to  a load  equal  to  Pj^/10,  where  Pj^  is  the  maximum  load.  Measure- 
ment of  energy  absorptton  beyond  this  level  of  load  was  impractical  for 
two  reasons,  some  of  the  specimens  were  not  completely  fractured  into 
two  halves  during  the  test  and  most  of  the  test  records  had  a very  broad 
-tail  area  which  could  not  be  recorded  without  sacrificing  accuracy  in 
the  record  of  the  more  important  initial  loading  behavior.  To  compute 
the  responses  Kj,  Kj,  and  (fig.  3B),  several  measurements  were 
taken:  maximum  load  P,.,  compliance  Dl/Pl,  and  energy  to  maximum  load, 

The  responses  and  Kg  (fig.  3C)  require  measurement  of 

-.either  the  load  Pj^,  or  the  load  Pg  measured  by  the  5 percent  secant 
method  described  in  Method  E 399. 

Computations  of  the  above  responses  also  require  a measure  of  the 
area  (A)  of  the  uncracked  ligament  at  the  start  of  the  test.  This  area 
Ijb  . Obtained  from  the  relationship  A=B(W-a),  where  the  nominal  specimen 
Vldth  B and  thickness  W each  are  set  equal  to  10  mm  (0,394  in);  the 
ciacK  size  factor  a is  an  average  of  the  82^,  ^nd  a^^  crack  length 
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measurements  taken,  respectively,  at  the  1/4- , 1/2- , and  3/4- thickness 
(B)  locations  on  the  broken  halves  of  the  slow-bend  tested  Charpy  speci- 
mens, This  ligament  is  seen  in  figure  lA  as  the  distance  from  the  front 
of  the  fatigue  crack  to  the  back  boundary  of  the  specimen. 

Hence,  raw  data  taken  for  each  Charpy  specimen  include  Pq,  Pj^, 

Ej,  a,  825,  a^Q,  a^g,  and  Dl/Pl.  These  data  are  given  in  Appendix  I for 
all  slow-bend  test  results  that  were  included  in  this  analysis.' 

For  all  aluminum  and  titanium  specimens,  and  for  most  steel  speci- 
mens, the  load-displacement  plots  were  observed  to  be  of  the  type 
(general  shape)  shown  in  figure  3,  in  which  there  is  no  indication  of  a 
cleavage  initiation  event.  For  some  Steel  specimens  the  plots  were 
bimodal  as  shown  in  figure  4,  indicating  a cleavage  fracture  with  rapid 
machine  unloading.  During  the  unloading  of  the  first  mode  of  the  bi- 
modal type,  the  energy  of  the  test  machine  is  released  to  the  specimen 
and  it  was  not  recorded  on  the  test  record.  Thus,  while  the  area  under 
each  of  the  two  modes  is  included  in  the  measurement  of  Ej,  this  energy 
of  unloading,  which  contributes  to  the  fracture  process,  is  not  included 
in  this  measured  value.  The  bimodal  load-displacement  plot  is  observed 
only  for  steel  specimens  with  crack  size  less  than  3.56  mm  (0.140  in), 
i.e.  small  crack  lengths.  The  Ej  values  used  in  this  analysis  were  not 
corrected  to  take  machine  unloading  into  account;  as  the  analysis  had 
been  nearly  completed  when  this  was  discovered,  time  constraints  pre- 
cluded this  correction. 

4.  Calculation  of  Response  from  Charpy  Test  Results 

Raw  data  taken  in  precracked  slow-bend  Charpy  tests  are  not  di- 
rectly used  to  assess  material  properties.  Rather,  data  are  converted 
to  responses  of  fracture  toughness,  designated  by  the  symbol  K,  or 
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specimen  strength  ratio,  These  responses  are  calculated  by  various 

methods  given  below.  The  computed  K and  results  are  given  in 
Appendix  Table  II  for  all  specimens  included  in  this  analysis. 
Relationships  used  to  compute  responses  of  K are: 

Kp  = (PpS/B  f(aA/),  (4) 

where  S = 1.574  and 

fCaA/)  = 3(a/W)^^  [1.99-(a/W)(l-iA<)(2.15-3.93  i/W  2.7  iW)] 

2(l+2a/W)(l-a/W)^^^ 

after  ASTM  Method  E 399  [5], 

VpH  " f(a/W),  (5) 

which  is  the  same  as  the  equation  for  Kq  but  maximum  load  Pj^,  rather 
than  Pq,  is  used; 

= [0.5  E Ej/A  after  Ronald  [6],  (6) 


where: 

E = Young's  modulus; 

Ej  = total  energy  under  the  load-deflection  trace; 

A = area  of  uncracked  ligament  at  the  start  of  the  test 
(=  B(W  - a));  and 
p = Poisson's  ratio. 


Kj  = [2  E E^/A  after  Rice  [7],  (7) 


where  = energy  to  maximum  load,  under  the  load-deflection  trace. 
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(8) 


KJ,  = [2  E /A(1-p^)]^/2,  after  Rice  [7], 

where  EjJj  is  Ej^  corrected  for  the  compliance  of  the  test  machine:  E^  = 

2 

~ "lachine  compliance,  after  EPRI  procedures 

[8,9];  = C - Cg,  with  C and  C^,  respectively,  representing  experi- 

mental and  specimen  (theoretical)  compliance  values.  Measured  values  of  C 
are  given  as  01/Pl  in  Appendix  Table  IC. 

= 6 Y»  P». 

d B W 

where 

Y*  = 1.93-3.07(i/W)  + 14.53(a/W)^ 

P*  = [2  Ejl, 

It  is  noted  that  can  also  be  computed  using  P*  in  place  of  Pq  in 
Equation  4.  The  lower  bound  (or  equivalent-energy)  procedure  (K^) 
arises  from  concepts  developed  by  Witt  [10]. 

Responses  of  strength  ratio  in  slow-bend  testing,  R^^^,  were  com- 
puted using  the  equation: 

Rsb  = 6 Pj^  W /B  (W-i)^aY,  (10) 

after  Method  E 399  [5]. 

Responses  computed  using  equations  (4)  through  (10)  are  used  here 
to  determine  statistically  whether  or  not  the  level  for  each  of  the  four 
factors  significantly  affects  the  test  result.  The  accuracy  of  a Charpy 
test  response  is  assessed,  as  described  in  Section  5.1.3  for  each  of 


(9) 

- 25(a/W)^  + 25.8(a/W)^ 
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the  various  fracture  toughness  measures  of  having  the  symbol  K.  This  is  done 
using  an  appropriate  reference  value  of  Kj^  for  each  material.  The  reproduci- 
bil ity  is  assessed,  as  described  in  Section  5.1.2,  using  replicate  responses. 

5-  Statistical  Tests 

The  controlled  variables,  called  factors  in  this  analysis,  are  notch 
preparation  (NP),  fatigue-load  at  the  start  of  precracking  (K^  maximum),  and 
original  crack  size  (a)  and  material.  The  goals  of  this  experiment  do  not 
include  between  material  differences.  Material -to-material  differences  are 
known  to  exist  and  in  this  analysis  this  variable  is  not  considered  as  a 
factor  in  the  analysis.  In  the  proposed  test  matrix,  each  factor  is  tested  at 
three  levels  only;  however,  for  the  factors  a and  maximum,  many  more  than 
three  levels  were  actually  tested.  A variety  of  analytical  methods  are  used 
here  to  determine  whether  or  not  statistically  significant  difference  exists 
among  the  levels  of  a factor.  These  include  (1)  the  Kruskal-Wallis  (KW)  test, 
(2)  multiple  linear  regression  (MLR)  analysis,  and  (3)  graphical  analysis  of 
variance.  The  results  of  both  the  KW  test  and  the  MLR  analysis  is  a Cumulative 
Probability  Value  (CPV)  which  corresponds  to  a percent  point  of  the  null 
distribution.  The  two  tests  are  not  identical  and  were  run  because  they  are 
sensitive  to  different  aspects  of  the  same  problem.  To  determine  whether  a 
factor  is  significant,  the  MLR  analysis  is  conducted  using  the  individual 
responses.  The  KW  test  used  ranks  of  these  responses  and  each  factor  is 
subdivided  into  three  levels  to  test  whether  the  levels  are  significant. 

These  differences  are  expected  to  give  rise  to  differences  in  the  CPV  results 
for  the  two  tests. 

In  this  analysis,  when  either  of  these  tests  indicates  a factor  or  its 
levels  to  be  significant,  then  graphical  analysis  is  used  to  further  describe 
the  effect. 


1.6 


5.1  Kruskal -Wallis  Test 


One  procedure  used  here  to  carry  out  the  test  of  significance  is 
based  on  the  Kruskal-Wall is  [11]  test  statistic,  H.  The  Kruskal -Wal 1 is 
test  statistic  H can  be  shown  to  be  equivalent  to  the  usual  1-way  analy- 
sis of  variance  statistics,  with  the  observations  within  a given  treat- 
ment (or  level)  replaced  by  their  ranks.  (To  rank  the  data,  the  minimum 
observation  of  the  set  is  replaced  by  a 1,  the  next  larger  observation 
is  replaced  by  a 2,  etc.)  This  transformation  to  ranks  allows  one  to 
validly  carry  out  the  usual  analysis  of  variance  (ANOVA)  test  for  equiva- 
lence of  means  without  regard  to  the  actual  distribution  of  the  data. 

In  statistical  terms,  the  test  procedure  is  essentially  a distribution- 
free  analysis  of  variance. 

The  H test  statistic  is  used  in  this  analysis,  instead  of  the  usual 
ANOVA,  because  it  is  a distribution- free  test  and  so  the  validity  of  the 
conclusions  is  not  dependent  on  the  distribution  of  the  data.  In  parti- 
cular, inasmuch  as  the  usual  ANOVA  assumes  the  data  to  be  normally  dis- 
tributed, and  inasmuch  as  inspection  of  the  data  reveals  that  such  a 
normality  assumption  is  not  likely  to  be  valid  in  this  case,  then  the 
application  of  a distribution-free  test  appears  to  be  the  simplest  and 
most  reasonable  way  to  proceed. 

Under  the  null  hypothesis  of  no  effect  on  the  result  by  the  various 
levels  of  a factor,  the  null  distribution  for  H can  be  determined  strictly 
from  theoretical  considerations.  The  test  statistic  H is  then  calculated 
from  the  data  and  compared  with  this  theoretical  null  distribution  of  H. 
Calculated  values  of  H which  fall  out  in  the  extreme  regions  of  the  null 
distribution  are  deemed  to  be  indicative  of  a false  null  hypothesis — 
thus,  the  levels  within  a factor  are  concluded  to  be  significantly 
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different.  Calculated  values  of  H which  occur  in  the  "middle"  or  "body" 
of  the  null  distribution  are  deemed  to  be  typical  and  they  give  no 
evidence  that  the  null  hypothesis  is  false.  Thus,  the  levels  within  a 
factor  are  concluded  to  be  not  significantly  different  from  one  another. 

Associated  with  any  given  value  of  the  Kruskal-Wallis  test 
statistic,  H,  is  a cumulative  probability  value  (CPV).  The  CPV  is 
arrived  at  from  a given  value  for  the  H statistic  in  the  following 
manner;  In  forming  the  null  hypothesis  that  all  levels  of  a factor 
yield  an  equivalent  response,  it  follows  that  when  is  true,  the 
H statistic  has  a distribution  which  can  be  theoretically  determined. 

To  be  specific,  when  the  null  hypothesis  is  true,  the  distribution  of 

2 

the  H statistic  has  been  found  to  be  very  closely  approximated  by  a x 
distribution.  Thus,  for  a given  value  of  the  H statistic,  the  cumu- 
lative probability  value  (CPV)  associated  with  this  H value  can 

2 

be  found  by  a simple  table  look-up  in  the  appropriate  x table.  The 
resulting  probability  value,  which  is  noted  from  the  table,  is  the  area 
(=  probability)  under  the  null  distribution  density  function  from  the 
observed  point  (i.e. , from  the  H value)  all  the  way  back  to  If  the 
null  hypothesis  is  true,  one  would  expect  cumulative  probability 
values  (CPVs)  generally  between  0.0  and  0.90.  If  is  false,  one  would 
hope  to  obtain  CPVs  larger  than  0.90.  In  the  present  analysis,  all  cases 
with  CPV  > 0.90  will  be  discussed  and  the  values  are  expressed  in  percentage 
points  (i.e.,  90  percent  rather  than  0.90). 

If  the  null  hypothesis  of  no  difference  between  levels  of  a 
given  factor  is  true,  then  the  distribution  of  the  H statistic  is 
theoretically  determinable.  And  so  (if  is  true),  the  observed  value 
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of  H should  behave  like  a single  random  drawing  from  the  of  the  theoretical 
distribution  of  H.  The  "body"  of  such  a distribution  is  that  region  between 
the  0 percent  point  and  the  90  percent  point — all  values  of  H which  fall  in 
this  region  will  yield  CPVs  between  0.0  and  0.90.  Values  of  H which  fall  out 
of  the  "most  likely  region"  are  rare  and  imply  that  the  validity  of  is  not 

supported  by  the  data.  These  larger  values  of  H beyond  the  90  percent  point 
will,  of  course,  yield  CPVs  larger  than  0.90. 

This  CPV  is  reported  here  as  the  result  of  a test  for  the  equality  of  the 
levels  within  a factor.  The  CPV  is  rather  simply  related  to  the  probability 
of  erroneously  concluding  that  the  difference  between  levels  is  significant. 

If  this  value  is  significant  at  the  10  percent  level,  only  10  percent  of  the 
time  will  it  be  erroneous  to  conclude  that  a significant  difference  exists. 

For  example,  when  a factor  has  a reported  CPV  of  95  percent  there  is  a 5 
percent  chance  of  erroneously  rejecting  the  null  hypothesis  when,  in  fact,  it 
is  true;  thus,  at  a probability  value  of  95  percent,  the  difference  between 
the  levels  of  a factor  is  saicLta  be  significant  at  the  5 percent  level.  It 
is  noted  that  significance  levels  commonly  used  for  hypothesis  testing  are  1, 

5,  or  10. 

5.1.1  Significance 

For  each  factor,  X,  it  is  of  interest  to  test  whether  the  various  levels 
of  X give  the  same  result  or  a significantly  different  result.  If  the  different 
levels  do  not  (within  random  error)  give  the  same  value,  the  factor  is  said  to 
be  statistically  significant.  In  this  report,  a test 
of  significance  is  applied  independently  to  data  sets  representing  each 
of  the  materials  tested  and  to  data  representing  all  materials  (of  Phase 
I)  combined  into  a single  set.  The  result  of  the  test  of  significance 
is  a determination  of  whether  the  levels  of  a factor  are  significantly 
different. 
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The  parameters  used  to  conduct  the  KW  statistical  test  are  the 
standard  deviation  for  replicate  responses,  s,  the  individual  test 
responses,  y . , and  the  mean  response,  Y.  Responses  derived  from  these 
three  parameters  are  specimen  strength  ratio  and  percent  relative 
deviation  (%RD)  from  reference  values  are  given  for  each  of  several 
measures  of  fracture  toughness  (Section  4)  designated  Kq,  Kq_pj^,  Kq,  Kj, 

Kj.  and  K*. 

When  the  test  of  significance  indicates  that  significant  dif- 
ferences exist  among  the  responses  for  the  various  levels  of  a factor, 
the  question  becomes  which  level  is  best.  For  the  responses  given  above, 
low  values  of  s and  I%RD|  indicate,  respectively,  better  reproducibility  and 
more  accuracy.  Thus,  they  are  considered  better  than  high  values  of  s and 
(%RD| ; therefore,  the  best  level  can  be  determined  for  computed  responses  of 
K by  selection  of  the  level  with  the  lowest  values  of  either  s or  |%RD/. 
However,  for  the  computed  values  of  specimen  strength  ratio,  R^^,  the  best 
level  can  be  determined  only  from  the  reproducibility  parameter  s,  because  no 
reference  values  of  R^j^  (from  which  to  make  a determination  of  accuracy)  are 
available  for  this  analysis.  Hence,  for  R^^  responses,  the  parameters  y-  and 
Y are  used  only  to  determine  of  the  significance  of  differences  (in  the  R^j^ 
responses)  among  the  levels  of  each  factor,  and  the  question  as  to  which 
level  is  most  accurate  cannot  be  addressed  without  reference  values  of 

■'sb- 

The  requirement  of  replicate  testing  (see  table  1)  was  not  met  for 
every  combination  of  levels  and  factors  given  in  the  test  matrix  (table 
2).  In  addition,  reference  data  are  not  available  for  all  of  the  cal- 
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culated  test  results,  as  reference  values  of  are  not  available. 

Thus,  the  analysis  is  somewhat  incomplete  whenever  these  requirements 
for  replicates  and  reference  values  were  not  met. 

5.1.2  Reproducibi 1 ity 

Reproducibility  of  the  test  results  is  estimated  from  replicate 
responses.  Let  y.  denote  the  individual  response  for  a group  of  replicate 
specimens.  A mean  response,  Y,  and  a standard  deviation,  s,  are 
computed  for  each  set  of  replicates  in  accordance  with  the  formulae: 


and 


N 

Y = I (yp/N,  (11) 

1 


N 

s = [I  (y.  - Y)2/(N-1)]^/2.  (12) 

1 


where  N = the  number  of  responses  in  the  group  (see  Table  2).  For  the  test 
of  significance,  a CPV  is  computed  from  a data  set  for  each  factor.  The  set 
includes  the  standard  deviation,  s,  responses  and  their  corresponding 
levels  for  one  of  the  factors. 

In  this  way,  reproducibility  evaluations  are  made  for  each  material 
and  for  data  combined  for  more  than  one  material.  The  response  para- 
meter in  each  case  is  the  value  of  s,  converted  to  rank  within  a ma- 
terial. For  combined  data,  this  same  rank  (of  s within  a material)  is 
the  response  parameter.  The  variance  of  data  for  each  material  to  be 
combined  is  different,  i.e. , the  pooled  s for  all  responses  of  a ma- 
terial differ  for  the  various  materials  evaluated.  In  the  test  of 
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significance,  each  s response  is  assigned  a rank  that  depends  upon 
performance  within  one  of  the  materials , so  that  the  effects  of  dif- 
ferences among  the  variances  of  the  three  materials  are  effectively 
eliminated,  when  the  CPV  is  computed. 

5.1.3  Accuracy 

The  test  of  significance  is  an  estimate  of  the  accuracy  of  the 
responses  for  each  level  of  a factor  whenever  the  CPV  is  obtained  from 
computed  estimates  of  K for  which  reference  values  are  available. 

The  estimator  of  accuracy  used  here  is  called  the  percent  relative 
deviation  (%RD).  This  estimator  of  accuracy  is  based  upon  the  dif- 
ference between  a value  of  fracture  toughness,  K,  computed  by  one  of  the 
described  methods  (Section  4)  used  for  precracked  Charpy  specimens,  and 
the  reference  value  (Kj^)  computed  in  accordance  with  ASTM  Method  E 399 
[5]  for  large  compact  tension  specimens.  The  %RD  is  this  difference 
expressed  as  a percentage  of  Kj^. 

The  %RD  has  an  average  in  studies  of  this  type.  It  can  sometimes 
be  an  absolute  measure  that  can  be  used  to  compare  directly  the  results  of 
one  material  (with  one  level  of  Kj^)  with  those  of  another  material 
(with  another  level  of  Kt  );  in  these  instances  it  would  be  a measure 
of  the  accuracy  of  the  predicted  response.  The  formula  for  relative 
deviation  is 

%RD  = (K  - Kj^)  100/Kj^.  (13) 

Thus,  the  absolute  value  of  relative  deviation  is  a measure  of  the 
departure  of  the  computed  K from  the  reference  Kj^,  and  responses  of 
lower  absolute  values  of  %RD  are  considered  to  be  better  in  accuracy. 
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It  is  noted  that  when  %RD  is  negative,  K is  smaller  than  Kj^. 
Further,  the  test  of  significance  used  on  this  analysis  will  not  yield 
the  same  result  for  the  algebraic  value  of  %RD  and  for  the  absolute 
value  of  %RD.  In  this  report,  tests  of  significance  are  conducted  using 
the  algebraic  value  of  a response  rather  than  the  absolute  value.  This 
is  done  because  most  of  the  responses  evaluated  were  found  to  be 
linearly  related  to  crack  length  and  information  would  be  lost  to  the 
test  if  the  absolute  values  were  used. 

The  test  of  significance  is  conducted  independently  for  each  of  two 
response  parameters:  y . , the  individual  response,  and  Y,  the  mean  re- 
sponse for  replicates.  Both  of  the  tests  (one  on  the  individual  obser- 
vation y.  and  another  on  the  average  Y of  the  data  over  replications 
within  a level)  were  conducted  so  as  to  assure  that  the  conclusions  of 
the  analysis  were  not  dependent  on  a single  approach.  This  follows  a 
general  principle  of  data  analysis  which  states  that  perturbations  in 
the  analysis  should  be  introduced  whenever  possible  so  as  to  assess  the 
sensitivity  of  the  conclusion  to  various  facets  of  the  analysis.  The 
ultimate  objective  is  to  arrive  at  conclusions  which  are  simple  mani- 
festations of  the  data  "speaking  for  themselves"  and  devoid  of  any 
implicit  bias  introduced  by  the  method  of  analysis.  This  objective  is 
best  attained  by  the  aforementioned  analytic  perturbations — approach- 
dependent  results  will  yield  different  conclusions  for  different 
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perturbations;  approach-independent  results  will  yield  substantially  the 
same  conclusions  regardless  of  the  particular  perturbation. 

The  accuracy  of  responses  for  combined  materials  is  given  a test  of 
significance  in  a manner  similar  to  that  described  earlier  for  the 
reproducibility  responses,  except  that  both  replicated  and  nonrepl icated 
responses  are  included  in  the  data  set  and  two  tests  of  significance  are 
made.  The  response  for  one  test  is  the  rank  of  y.  within  a material  and 
the  response  for  the  other  is  the  rank  of  Y within  a material. 

5.2  Multiple  Linear  Regression 

A procedure  based  on  linear  regression  may  also  be  used  to 
complement  the  Kruskal-Wallis  analysis.  It  is  important  to  carry  out 
alternative  analyses  (such  as  the  regression  procedure  discussed  in 
this  section  and  the  graphical  procedure  to  be  discussed  in  the  fol- 
lowing section)  so  as  to  assure  that  conclusions  are  not  approach- 
dependent.  Conclusions  which  do  not  hold  up  over  all  three  different 
approaches  would  lead  one  to  suspect  their  validity;  alternatively,  a 
consistency  of  conclusions  over  the  three  separate  approaches  is  highly 
supportive  of  their  validity. 

The  first  step  in  the  regression  approach  consisted  of  fitting  the 
response  versus  a as  described  by  the  model: 

Due  to  results  from  the  Kruskall-Wallis  test,  a was  chosen  as  the  first 
factor  of  interest.  After  this  linear  fit  was  performed,  the  residual 
standard  deviation  was  computed  and  noted.  At  this  point,  there  exist 
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various  tests  that  could  be  applied  to  determine  if  a itself  is  signif- 
icant. The  simplest  such  test  is  to  note  whether  the  slope  is 
significantly  nonzero.  A second  test  is  to  compare  the  1-factor  residual 
standard  deviation  with  the  residual  standard  deviation  gotten  by 
fitting  the  model: 


(15) 


y = Po*®- 


If  a significant  reduction  has  occurred,  then  a is  interpreted  as  being 
significant. 

The  next  step  was  to  augment  the  1-factor  model  to  a 2-factor  model 
as  follows: 


(16) 


y = Pq  + p^a  + 


The  factor  was  chosen  again  from  Kruskall-Wallis  test  results. 

The  residual  standard  deviation  for  this  2-factor  model  was  computed. 
The  appropriate  test  of  significance  was  then  carried  out  to  determine 
if  a significant  reduction  occurred  in  the  residual  standard  deviation 
in  going  from  the  1- factor  model  to  the  2-factor  model.  Such  a 
significant  reduction  would  be  interpreted  as  the  second  factor  (K^) 
being  significant. 

The  final  step  was  to  similarly  augment  the  2- factor  model  to  a 
3- factor  model: 


y = pQ  + Pia+P2K^  + P3NP. 


(17) 
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As  before,  the  residual  standard  deviation  was  computed  and  compared  to 
the  2-factor  residual  standard  deviation.  A significant  reduction  would 
imply  the  significance  of  the  notch  preparation  factor. 

5.3  Graphical  Analysis 

The  graphical  approach  is  a valuable  complement  to  the  Kruskall- 
Wallis  and  regression  procedures.  The  rationale  behind  the  graphics 
approach  is  multifold:  First  of  all,  it  allows  one  to  use  the  eye's 
built-in  pattern  recognition  capabilities  to  confirm  or  explain  sig- 
nificance or  nonsignificance  of  a factor.  Secondly,  the  graphical 
approach  is  not  sensitive  to  one  particular  aspect  of  the  data  set,  but 
rather  incorporates  the  entire  data  set — each  point  individually — and  so 
it  uncovers  not  only  what  we  suspect,  but  also  what  we  may  not  suspect. 

A third  point  is  that  outliers  are  most  easily  flagged  via  a graphical 
approach.  Outliers  stand  out  on  a plot  and  are  easily  noticeable. 
Subsequently,  they  may  be  confirmed  as  such  by  subsequent  rigorous 
statistical  tests.  A fourth  advantage  of  the  graphical  approach  is  that 
it  is  assumption  free — the  validation  of  conclusions  and  suspicions 
unearthed  via  graphics  are  not  dependent  on  some  underlying  statistical 
assumptions,  because,  by  and  large,  no  assumptions  are  made  in  employing 
a graphical  analysis.  Fifth,  the  use  of  graphics  avoids  the  potential 
problem  of  reducing  a large  data  set  to  a few  statistics — such  few 
statistics  must  necessarily  be  sensitive  to  only  certain  aspects  of  the 
data  and  will  be  insensitive  to  many  other  aspects  of  the  data.  Such 
statistical  selectivity  has  the  net  result  that  some  information  is 
emphasized,  but  most  information  in  the  data  set  is  filtered  out  and 
ignored.  Statistics  for  summary  purposes  has  its  place,  but  for 
analysis  purposes,  a properly  constructed  plot  will  frequently  be  more 
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informative.  The  final  advantage  of  the  graphical  approach  is 
that  of  communication-  Whereas  the  use  of  the  Kruskall-V/all is  and 
regression  procedures  of  the  analysis  may  not  be  fully  understood  by 
some  researcher,  a properly  constructed  plot  to  emphasize  the  signifi- 
cance of  a factor  is  easily  understood  by  all. 

All  in  all,  the  graphics  approach  is  for  many  reasons  a valuable 
one — its  application  to  the  Charpy  data  served  as  a useful  complement  to 
the  Kruskall-Wallis  and  linear  regression  approaches. 

6.  Results 

The  results  indicate  that:  (1)  All  seven  computed  responses  are 
linearly  related  to  crack  size  and  the  sensitivity  to  crack  size  varies 
with  the  choice  of  response  parameter  and  with  material.  (2)  Precracking  at 
either  very  high  or  very  low  levels  of  stress-intensity  factor,  K^,  are 
to  be  avoided.  (3)  For  the  three  methods  of  notch  preparation  used  in  this 
study,  no  significant  effects  (of  notch  preparation)  on  the  responses  were 
observed. 

In  the  presentation  to  follow,  anomalies  in  the  test  data  are 
described  before  these  results  are  developed.  The  anomalies  include 
departures  from  the  proposed  experimental  design.  Reasons  are  given  for 
elimination  of  selected  test  data  from  this  analysis.  The  method  of 
analysis  using  the  KW  test  of  significance  is  then  further  described  by 
application  to  the  problem  of  determining  whether  the  levels  of  three 
factors  are  significantly  different  for  the  response  The  results 

of  the  KW  test  are  then  presented  for  all  other  responses.  The  present- 
ation describes  results  for  in  detail  and  results  for  various  re- 
sponses of  K more  succinctly.  Next,  sections  are  devoted  to  the  results 
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for  each  of  the  factors,  crack  size  maximum,  and  notch  prepara- 
tion. Finally,  the  sensitivity  to  crack  size  is  discussed  for  the  responses, 
6. 1 Anomalies  in  the  Data 

This  analysis  of  the  Phase  I slow-bend  test  data  led  to  conclusions 
that  some  of  the  data  submitted  for  analysis  should  not  be  included  in 
determinations  of  the  effects  of  the  levels  of  the  factors.  Before  dis- 
cussion of  the  test  results,  the  data  excluded  from  the  analyses  are 
mentioned  here. 

A preliminary  analysis  of  the  data  indicated  that  responses  com- 
puted for  test  specimens  with  crack  size  less  than  2.46  mm  (0.097  in) 
should  be  excluded  from  the  analysis  because  the  variability  of  these 
responses  was  greater  than  that  for  specimens  with  larger  crack  sizes. 

These  excluded  specimens  include  some  that  were  reported  to  have  crack 
size  of  2.00  mm  (0,079  in)  and  thus  were  acknowledged  by  the  experi- 
mentalist to  have  been  uncracked  after  the  completion  of  the  precracking 

process.  Others  had  reported  crack  sizes  up  to  2.18  mm  (0.086  in).  It 
was  concluded  that  these  excluded  data  would  have  confounded  the  test  results. 
Therefore,  specimens  with  crack  sizes  less  than  2.46  mm  (0.097  in)  were 
excluded  from  the  analysis.  It  is  noted  that  the  depth  of  the  machined 
notch  is  about  2.0  mm,  and  this  is  about  0.5  mm  less  than  the  cut-off 
established  for  the  present  work.  Thus,  a minimum  of  0.5  mm  of  fatigue 
crack  growth  was  established  here  as  a limit  below  which  variability  of 

the  response  increased  greatly.  From  this  experience,  it  is  recommended  that 

a minimum  crack  extension  equal  to  0.5  mm  (a  CVN  crack  size  equal  to  about 
2.5  mm)  may  be  required  as  a practical  measure  to  assure  that  fatigue  crack 
initiation  is  properly  detected  and  that  the  crack  front  has  developed  across 
the  entire  front  of  the  V notch  of  a Charpy  specimen. 
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In  addition,  during  a preliminary  analysis  of  data,  one  specimen  of 
Aluminum  and  one  of  Steel  behaved  as  outliers  and  the  discrepancies 
could  not  be  resolved  with  the  experimentalist,  so  these  two  specimens 
were  omitted. 

Data  for  Steel  specimens  with  the  smallest  crack  size  factor  (a  code  1)  were 
not  included  in  the  analysis  for  the  response  Kq.  For  reasons  given 
under  Test  Procedures,  the  total  energy,  E^,  for  many  of  these  specimens 
was  in  error.  The  response  Kq  is  the  only  response  that  is  based  on 
total  energy.  Therefore,  Kg  is  the  only  response  for  which  it  was 
necessary  to  omit  the  data  for  Steel  specimens  of  a code  1. 

Titanium  data  were  derived  from  four  sets  of  Charpy  specimens,  taken 
from  each  of  four  compact  tension  specimens  (CTS).  See  table  4.  Charpy 
specimens  taken  from  one  of  the  four  CTS,  the  one  coded  W,  were 
anomalous  in  several  respects  and  were  omitted  from  determinations  of 
the  significance  of  and  effects  of  the  levels  of  the  factors.  Apparent- 
ly, the  code  W Charpy  specimens  were  not  randomized  before  being  se- 
lected for  precracking,  as  they  were  all  precracked  at  a single  level  of 
maximum.  This  is  shown  in  figure  5,  which  is  a plot  of  the  computed 
response  as  a function  of  maximum.  The  plot  characters  (R,  T,  L, 
and  W)  represent  the  CTS  specimen  from  which  the  Charpy  specimens  were 
taken.  All  W specimens  are  shown  to  have  been  precracked  at  code  3, 
the  highest  level  of  maximum  in  this  plot.  None  of  the  othar  Titan- 
ium specimens  were  precracked  at  this  level.  In  addition,  it  is  seen 
that  for  Rgjj  data,  the  mean  and  the  variance  of  these  code  W results  are 
significantly  different  (smaller  than)  those  for  the  R,  T,  and  L data,  which 
are  plotted  at  lower  levels  of  maximum,  codes  1 and  2;  large  differences 
(between  mean  and  between  variance)  were  also  observed  for  most  of  the  other 
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computed  responses  of  K.  Further,  as  indicated  in  table  5,  the  CIS  coded  W is 

the  only  Titanium  CTS  that  failed  the  validity  requirements  of  ASTM  Method  E 

1/2 

399,  and  this  CTS  has  the  lowest  fracture  toughness  (77.4  ksi  (in)  ) among 

the  four  CTS  of  Titanium  tested.  It  was  concluded  that  for  Titanium,  the  code 

W specimens  and  therefore  the  Code  3,  maximum  level  should  be  excluded 

here,  in  determinations  of  the  significance  of  the  levels  of  a factor. 

In  developing  an  understanding  of  the  results  for  the  factor  maximum, 

the  reader  is  asked  to  bear  in  mind  that,  contrary  to  the  original  experimental 

design  with  its  three  proposed  ratios,  a wide  range  of  actual  ratios  (K^ 

maximum/K  smallest)  were  used  in  this  test  program.  This  range  is  illustrated 

in  figure  6,  which  is  a plot  of  the  computed  responses  %RD  of  Kj  as  a function 

of  ratio.  Steel  specimens  are  precracked  over  a wide  range  of  ratios 

within  each  of  three  proposed  "discrete"  levels  of  the  factor  maximum.  The 
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highest  ratio  used  for  Steel  is  about  1.3  Ksi (in)  , a level  well  above 
the  proposed  Code  3 level  of  1.0.  These  ratios  for  Steel  are  measured  at  the 
finish  of  precracking  (see  table  7).  Discrete  levels  of  the  ratio  are  shown 
for  Aluminum  (0.33,  0.67,  and  1.0)  and  for  Titanium  (0.20,  and  0.40),  and 
these  ratios  were  measured  at  the  start  of  precracking.  Due  principally  to 
brinelling  at  the  load  points  of  the  specimen,  the  actual  maximum  at  the 
finish  is  expected  to  be  slightly  lower  than  these  indicated  levels  for 
Aluminum  and  Titanium-  Thus,  the  range  of  stress-intensity  ratios  used  in 
precracking  the  three  materials  varies  from  less  than  0.20  to  more  than  1.3, 
and  the  levels  for  only  two  of  the  materials  are  discrete  and  are  measured  at 
the  start  of  precracking. 

6.2  Results  of  KW  Test  of  Significance  for  R^j^  Responses 

The  CPV  results  of  the  KW  tests  of  significance  conducted  for  the  R^j^ 
responses  are  presented  as  table  8 and  described  here  to  facilitate  reader 


understanding  of  the  method  of  this  analysis.  Included  are  the 
results  for  Aluminum,  all  Titanium  (including  the  Code  W specimens). 
Titanium  (including  only  the  R,  T,  and  L specimens),  and  Steel.  In 
addition,  results  for  the  combined  materials.  Aluminum,  Titanium 
(R,T,W,&L),  and  Steel  are  presented. 

In  summary,  these  cumulative  probability  results  indicate  that  for 
the  factor  NP,  the  level  of  the  factor  is  not  significant  for  any  of  the 
three  materials;  for  the  factor  maximum,  the  level  is  significant  for 
steel  and  possibly  significant  for  Titanium;  and  the  factor  a is  signif- 
icant for  all  three  materials  tested.  In  general,  the  combined  results 
tend  to  reflect  any  significant  effect  that  is  found  for  one  or  more  of 
the  individual  materials. 

The  conclusion  that  the  level  of  the  factor  NP  does  not  signifi- 
cantly affect  the  R^^^  responses  for  any  of  the  three  materials  tested  is 
supported  by  results  given  in  table  8.  The  highest  cumulative  probabil- 
ities are  69%  for  the  individual  response  (y-)»  61%  for  the  mean  re- 
sponse (Y)  and  78%  for  the  reproducibility  parameter  (s).  Thus,  the 
highest  value  in  the  analysis  of  the  factor  NP,  is  86%.  This  indicates 
that  even  if  the  null  hypothesis  is  true  (that  the  factor  NP  for  Steel 
has  no  effect  on  test  result  Rgjj)i  we  would  on  the  average  erroneously 
reject  that  hypothesis  14%  of  the  time.  Stated  another  way,  on  the 
average  when  the  null  hypothesis  is  true,  then  14%  of  the  time  the 
calculated  test  statistic  will  exceed  the  tabulated  86%  point  of  the 
null  distribution  for  the  factor  NP,  using  the  results  for  reproduci- 
bility of  Rgjj  responses  for  Steel.  Inasmuch  as  commonly  used  signifi- 
cance levels  for  hypothesis  testing  are  1,  5,  and  10%,  then  it  is  con- 
cluded that  the  three  levels  of  the  factor  NP  are  not  significantly 
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different  from  one  another  on  the  basis  of  either  the  level  of  the 
response,  y.  or  Y,  or  the  reproducibility  of  the  response,  s.  Thus  it 
is  concluded,  on  the  basis  of  a distribution-free  analysis  of  variance, 
that  the  levels  of  the  factor  NP  do  not  significantly  affect  the 
response  for  the  materials  tested. 

The  conclusion  that  the  level  of  the  factor  maximum  is  signifi- 
cant for  Steel  and  possibly  significant  for  Titanium  is  obtained  from 
the  CPV  given  in  table  8.  For  Steel,  the  response  parameters  y^.  and  Y 
are,  respectively,  98%  and  96%,  indicating  that  the  effect  on  the  re- 
sponse is  significant  at  the  5%  confidence  level.  The  CPV  for  the 
reproducibility  parameter  s is  only  25%;  thus,  reproducibility  of  R^j^ 
responses  for  Steel  is  considered  to  be  not  affected  significantly  by 
the  level  of  the  factor  maximum. 

For  Titanium,  only  2 levels  of  maximum  are  tested  for  the  RTL 
specimens  used  in  the  KW  test  of  significance.  Their  CPV  results  are 
50%  for  y . , 21%  for  Y,  and  90%  for  s.  The  y.  and  Y results  clearly 

indicate  that  the  response  is  not  affected  significantly  by  the  level  of 

the  factor  maximum,  but  the  value  of  90%  for  s is  marginal,  being 
significant  at  only  the  10%  confidence  level.  The  possible  effect  of 
the  level  of  maximum  on  the  reproducibility  of  R^j^  responses 
therefore  requires  clarification  from  a more  thorough  analysis,  which  is 
presented  later. 

When  Code  W specimens  of  Titanium  are  included  in  the  analysis  of 

either  "all  Titanium"  data  or  combined  data  for  the  three  materials,  the 

conclusions  given  above  for  Titanium  are  contradicted,  and  this  points 
up  the  impropriety  of  the  use  of  the  Code  W data.  For  all  Titanium 
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data,  the  CPV  exceeds  94  percent  for  each  of  the  parameters,  y . , Y,  and  s. 
These  data  supplement  what  was  said  earlier  concerning  the  exclusion  of 
Code  W specimens  from  the  Phase  I program  and  this  analysis.  For  the  combined 
data  set,  the  CPVs  for  the  parameters  y.  and  Y exceed  90%  in  support  of  the 
trend  for  steel. 

6. 3 Results  of  KW  Test  of  Significance  for  All  Responses 

The  results  of  the  KW  tests  conducted  for  each  of  the 
responses  R^^,  Kg,  Kq.pjj].  Kq,  Kj,  Kj,  and  are  presented  as  Appendix 
Tables  III  through  V for  the  factors  a,  K^  maximum,  and  NP,  respective- 
ly. In  these  tables  are  given  the  results  for  each  of  the  materials  and 
for  the  combined  materials.  The  Code  W data  for  Titanium  are  excluded  from 
the  analyses  of  the  Titanium  (RTL)  data,  from  the  analyses  given  for  Combined 
Materials  and  from  the  findings  of  this  report  of  the  Phase  I program. 

In  general,  the  results  of  the  KW  tests  of  significance  indicate  that 

(1)  The  level  of  the  crack-size  factor  a is  significant  for  all  three 
materials  and  for  almost  every  computed  response.  This  is  evident  from  the 
results  of  both  the  individual  response  parameter  y.  and  from  the  mean 
response  parameter  Y. 

(2)  The  level  of  the  stress-intensity  factor  used  in  precracking, 
maximum,  is  significant  for  one  or  more  responses  for  each  material,  but  the 
significance  levels  are  generally  not  as  high  as  for  the  crack-size  factor. 

(3)  The  level  of  the  notch  preparation  factor  NP  is  not  significant. 

(4)  For  selected  cases,  the  reproducibility  parameter  is  significant  for 
the  factors  a and  maximum. 
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6.4.  Effects  of  Crack  Size  and  Material 


Responses  computed  from  slow-bend  tests  of  precracked  Charpy  speci- 
mens are  shown  to  be  linearly  related  to  crack  size.  With  increases 
in  normalized  crack  size,  responses  of  increase  and  responses  of  K 
decrease.  The  relationship  between  response  and  crack  size  depends  on 
the  choice  of  response  parameter  and  on  the  material.  In  this  section, 
these  relationships  will  be  illustrated.  In  Section  6.7,  the  sensitivity 
of  the  response  to  crack  size  will  be  examined  as  a function  of  response 
parameter  and  material. 

The  predominant  effect  of  crack  size  on  the  test  responses  is 
illustrated  by  selected  plots  presented  as  figures  7 through  12.  In 
general,  the  responses  of  K (or  %RD  of  K)  decrease  roughly  linearly  with 
increases  in  normalized  crack  size,  as  shown  in  figure  7,  which  is  a 
plot  of  the  responses  of  %RD  of  Kj  for  Aluminum  specimens.  The  plot 
characters  (1,  2,  and  3)  used  here  represent  the  levels  of  the  factor 
maximum  to  be  discussed  later.  Figure  8 is  similar  to  figure  7,  except 
that  the  data  is  for  the  response  and  a regression  line  is  shown  to 
illustrate  the  expected  value  of  response  R^^^  with  increases  in  normal- 
ized crack  size.  The  effect  of  the  response  parameter  is  illustrated 
further  in  figure  9,  a plot  of  the  regression  results  for  Aluminum  for 
each  of  the  seven  responses  of  %RD  as  functions  of  normalized  crack 
size.  Further,  in  table  9,  results  of  regression  analyses  used  for  these 
plots  are  given,  for  all  three  materials.  The  function  %R0  of  R^^^  used 
in  figure  9 and  table  9 was  computed  using  an  arbitrary  reference  chosen 
to  be  the  mean  R^^^  response,  R^^^,  computed  for  each  material.  Thus, 
each  R^j^  response  was  converted  to  a %RD  of  R^^^  so  that  the  results  of 
regression  analyses  of  R^^^  responses  could  be  expressed  in  terms  that 
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would  facilitate  comparison  with  the  %RD  of  K values  (see  Eq.  13)  used  in 
analyses  of  all  other  responses  computed  from  Charpy  test  results.  This 
conversion  is  especially  useful  in  the  analysis  of  sensitivity  to  crack  size. 
Figure  9 and  table  9 each  illustrate  that  both  the  slope  and  the  magnitude  of 
the  response  are  functions  of  the  response  parameter.  In  the  figure,  is 
the  only  response  with  a positive  slope.  Further,  the  magnitudes  of  the 
responses  of  K are  shown  to  decrease  roughly  in  the  order  Kj,  Kj,  K^,  Kg, 

Kq_pj^,  and  Kg.  However,  the  magnitude  is  dependent  on  the  material;  and  the 
order  indicated  above  for  Aluminum  is,  to  some  extent,  a function  of  material, 
as  well  as  crack  size.  The  sensitivity  of  the  response  to  crack  size  is 
discussed  in  Section  6.7. 

The  effect  of  material  is  illustrated  in  figures  10  through  12  and  in 
table  9.  From  the  regression  results,  given  in  the  figures  and  in  the  table, 
it  is  seen  that  at  any  crack  length,  the  magnitude  of  the-  expected  response 
(%RD  of  K or  is  much  greater  for  Steel  than  for  Aluminum  or  Titanium,  and 

this  effect  is  especially  marked  for  all  of  the  K responses.  This  result 
opens  to  question  the  validity  of  the  reference  value  of  used  for  this 
Steel.  As  was  shown  earlier  among  the  CTS  results  used  to  obtain  Kj^  reference 
values  (table  4),  the  Steel  failed  to  meet  the  thickness  requirement,  whereas 
the  Aluminum  and  the  Titanium  both  passed  this  requirement.  Hence,  this  Kj^ 
for  Steel  is  unique  among  the  Kj^  reference  values  used  in  this  analysis. 

6.5  Effect  of  maximum 

The  results,  as  summarized  in  table  10,  indicate  that  precracking  at 
levels  of  maximum  outside  the  range  of  0.4  to  0.9  times  K smallest  is  to  be 
avoided,  as  either  the  magnitude  or  the  variability  of  computed  responses  of  K 
or  Rgjj  may  be  greater  than  that  for  responses  for  specimens  precracked 
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within  this  range.  These  observed  effects  of  the  level  of  maximum 
are  somewhat  dependent  on  the  response  parameter  and  are  generally 

dependent  on  crack-size  factor.  For  example,  is  the  only 

response  with  greater  variability  at  high  ratio.  Furthermore,  the 
results  are  based  on  limited  data  and  they  may  be  dependent  on  the 
material,  as  each  material  was  not  tested  over  the  same  range  of 
ratios  (K^  maximum/K  smallest),  and  data  are  sparse  for  some  com- 
binations of  coded  a and  levels.  The  range  of  ratios  for  these 

tests  are  0.33  to  1.0  for  Aluminum,  0.20  to  0.40  for  Titanium,  and  0.33 
to  1.3  for  Steel.  Thus,  while  conclusions  of  this  analysis  are  presumed 
to  be  generally  applicable  to  all  materials  tested,  this  presumption 
could  not  be  completely  tested  with  the  available  data. 

A summary  of  significant  results,  for  all  seven  responses  and  for 

the  three  materials,  is  given  in  table  10.  A CPV  is  shown  for  the  F 

test  of  the  relevant  MLR  analysis  and  for  each  of  the  relevant  para- 
meters (y. , Y and  s)  of  the  KW  test.  The  CPV  is  given  for  each 
significant  result  and  for  a few  others,  included  for  comparison.  In 
addition,  some  symbols  are  presented  in  this  table,  to  represent  the 
significance.  The  symbols  and  represent  those  cases  in  which  the 
ratio  significantly  affects  the  magnitude  and  reproducibility, 
respectively,  of  the  response.  The  symbol  "?"  is  used  in  selected  cases 
to  indicate  a questionably  significant  result.  For  each  case  in  which 
one  of  these  symbols  is  indicated,  in  either  Column  A for  the  magnitude 
of  the  response,  or  Column  C for  the  reproducibility  of  the  response, 
graphical  analysis  was  conducted  to  further  establish,  illustrate,  and 
describe  the  effect.  The  combined  results  of  these  methods  of  analysis 
gives  a final  result  indicated  in  Column  B (for  the  effect  of  on  the 
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magnitude  of  the  response)  or  in  Column  D (for  that  of  the 
reproducibility).  Results  are  illustrated  in  figures  13  through  16. 
6.5.1  Aluminum 


Results  for  aluminum  specimens  indicate  that  for  a codes  1 and  2, 
at  a ratio  less  than  0.4  the  magnitude  of  the  response  is  greater 
than  at  higher  ratios.  As  is  indicated  in  table  10  column  B,  the 
magnitudes  for  all  responses  except  R^^^,  Kq,  and  Kp  are  significant. 

This  effect  of  a low  ratio  is  illustrated  in  a plot  given  as  figure 
13,  in  which  data  for  %RD  of  Kj  are  plotted  against  the  ratio.  The 
plot  characters  represent  coded  crack  length.  For  each  crack  size 
shown,  the  response  for  specimens  precracked  at  a ratio  of  1.0  is 
similar  to  that  at  a ratio  of  0.67,  but  for  specimens  precracked  at  a 
ratio  of  0.33  the  magnitude  of  the  response  increases  for  a codes  1 and 
2.  This  plot  typifies  and  represents  four  of  the  five  significant 
responses  for  Aluminum  specimens;  these  are  Kj,  Kj,  and  K^.  A 

graphical  analysis  for  the  other  significant  response.  Kg,  indicates 

that  this  effect  is  perhaps  significant  but  only  for  a code  1.  For  a 
code  2 specimens,  responses  of  Kq  for  specimens  precracked  at  a ratio 
of  1.0  have  greater  magnitude  than  those  precracked  at  ratios  of  either 
0.67  or  0.33.  Thus,  for  Aluminum  specimens,  Kq  responses  are  unique 
among  the  seven  responses,  and  the  other  significant  responses  behaved 
as  shown  in  figure  13. 

6.5.2  Titanium 

Results  for  titanium  specimens  indicate  that  the  factor  K^  maximum 
is  significant  for  all  seven  responses  and  on  the  basis  of  limited 

available  data  for  six  of  these  responses  and  for  a codes  1 and  2 only, 

it  is  concluded  that  responses  for  specimens  precracked  at  a very  low  K^ 
ratio  of  0.20  may  have  greater  variability  than  the  variability  for 
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specimens  precracked  at  a ratio  of  0.40.  These  findings  are  summarized 
in  table  10  columns  C and  D.  For  Titanium  specimens,  data  is  available 
only  for  two  levels  of  the  ratio  and  at  the  lowest  level  (0.20)  the 
data  are  sparse  for  specimens  of  a code  1 and  very  sparse  for  those  of  a 
code  3.  Thus,  the  conclusions  are  somewhat  tentative. 

The  results  indicate  that  for  a code  2 at  a ratio  of  0.20, 
responses  are  more  variable  than  at  a ratio  of  0.40.  This  is  true 
for  five  of  the  responses,  including  Kj,  Kj,  and  K*,  and  for 

each  of  these  responses  it  appears  that  the  effect  may  be  significant 
even  for  specimens  of  a code  1,  for  which  the  data  are  sparse.  For  a 
sixth  response  Kq,  this  effect  clearly  is  significant  only  for  a code  2. 
The  result  for  the  seventh  response  Kq  is  significant  but  markedly 
different  from  that  of  the  other  responses.  At  a ratio  of  0.20,  the 
magnitude  of  Kq  responses  is  smaller  for  a codes  1,  2,  and  3,  and  the 
variability  is  greater  for  a code  2 specimens  but  smaller  for  a code  1 
specimens.  Thus,  Kq  responses  behave  uniquely  (in  both  and  of 
table  10)  amongst  these  seven  responses.  The  unique  behavior  observed 
for  the  response  parameter  Kq  for  both  the  Aluminum  and  the  Titanium 
specimens,  as  discussed  in  this  section,  give  the  authors  pause  and  we 
note  that  in  a previous  work  [14],  the  parameter  Kq  (based  on  the  same 
5%  secant  intercept  used  in  the  present  work)  was  found  to  be  an 
inappropriate  parameter  for  evaluations  of  fracture  toughness  in  sub- 
sized specimens  of  a heat  of  4340  steel  at  a yield  strength  of  180  ksi. 
It  is  concluded  that  Kq  may  be  an  inappropriate  parameter  for 
evaluations  of  the  fracture  toughness  using  Charpy  tests  conducted  under 
conditions  used  in  this  study.  These  conditions  give  a load-displacement 
trace  of  the  type  shown  in  figure  3,  in  which  there  is  no  indication  of 
a cleavage  initiation  event. 
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The  general  behavior  described  for  the  other  significant  responses 
is  illustrated  in  figure  14,  a plot  of  data  for  response  %RD  of  Kj  versus 
the  ratio.  In  the  figure,  the  increased  variability  at  a ratio  of 
0.20  is  clearly  evident  for  code  2,  it  is  less  clear  for  code  1,  and  for 
code  3 the  data  are  too  sparse  for  an  assessment  of  an  effect.  This 
illustration  is  consistent  with  the  KW  test  result  of  table  10  column  C, 
which  indicates  that  the  CPV  for  the  reproducibility  parameter  s of  the 
KW  test  equals  96%  for  these  coded  data.  Thus,  it  is  concluded  that,  on 
the  basis  of  the  available  data  for  Titanium  specimens  of  a codes  1 and  2, 
responses  for  specimens  precracked  at  a very  low  ratio  of  0.20  have 
greater  variance  than  those  for  specimens  precracked  at  a ratio  of  0.40. 
6.5.3  Steel 

Steel  specimens  were  precracked  at  K^  ratios  of  from  0.33  to  1.3 
(see  table  7).  However,  only  a limited  number  of  specimens  were  pre- 
cracked at  a ratio  of  less  than  0.4.  Hence,  the  results  for  Steel  are 
used  here  for  conclusions  concerning  the  general  trends  for  ratios  above 
0.4.  In  general,  the  data  for  steel  specimens  indicate  that  the 
magnitude  of  each  of  the  seven  responses  tends  to  increase  with 
increases  in  the  ratio.  This  effect  is  most  marked  for  Steel 
specimens  of  a code  2 and  it  indicates  that  precracking  at  K^  ratios 
above  0.9  is  to  be  avoided.  In  addition,  for  variability  of 
responses  may  increase  at  either  high  or  low  levels  of  the  ratio. 

The  general  tendency  for  increases  in  the  response  with  increases 
in  the  ratio  is  illustrated  by  figure  15,  a plot  for  Steel  specimens 
showing  data  and  a regression  line  for  responses  of  versus  the 
ratio.  Table  10  indicates  the  magnitude  of  the  response  is  significant. 
Although  the  reproducibility  parameter  in  the  KW  test  (column  C)  does 
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not  Indicate  a significant  effect,  it  is  apparent  from  this  plot  of 
data  that  for  a codes  2 and  3,  variability  is  decidedly  smaller  at 
intermediate  levels  of  the  ratio.  Thus,  it  is  concluded  that  both 
the  magnitude  and  the  variability  of  response  may  be  significantly 
affected  by  the  level  of  ratio  for  Steel  specimens. 

The  marked  effect  of  ratio  on  the  responses  of  %RD  of  K observed 
for  a code  2 specimens  is  illustrated  in  figure  16,  a plot  of  coded- 
crack-length  data  for  response  versus  ratio.  Linear  regression 

lines  for  each  of  the  three  coded  crack  lengths  are  shown  in  order  to 
facilitate  comparisons  of  the  effects  of  the  ratio  for  each  coded 
crack  size.  Significance  tests  (table  10)  indicate  S (K,  maximum  has  a 

y * 

signficant  effect  on  the  response  magnitude)  for  both  the  KW  tests  and 
the  MLR  analyses,  except  for  responses  based  on  energy  to  maximum  load 
(Kj,  Kj,  and  K^),  for  which  only  the  MLR  analyses  lead  to  a significant 
effect  of  maximum.  Graphical  analyses  for  these  three  responses 
indicate  a significant  behavior  only  for  a codes  1 and  2,  It  is  noted 
that  for  response  Kq,  data  are  not  available  for  Steel  specimens  of  a 
code  1,  and  the  observed  effects  for  the  available  data  (a  codes  2 and 
3)  are  similar  to  the  effects  illustrated  in  figure  16  for  Thus, 

it  is  concluded  that  the  magnitude  of  each  of  the  seven  responses  tends 
to  increase  with  increases  in  the  ratio  for  Steel  specimens.  This 
effect  is  most  marked  for  Steel  specimens  of  a code  2 and  it  is  an 
indication  that  precracking  at  ratios  above  0.9  is  to  be  avoided.  In 
addition,  it  was  shown  that  for  response  R^^^,  variability  of  the 
response  may  increase  at  either  high  or  low  levels  of  the  ratio,  and 
this  is  another  indication  that  these  extreme  levels  are  to  be 
avoided. 
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6.6  Effects  of  Notch  Preparation 


Significant  effects  of  the  level  of  NP  on  the  responses  were  ob- 
served only  for  Steel  specimens,  for  three  responses  and  Kq. 

These  effects  were  supported  by  results  of  MLR  and  graphical  analyses, 
but  they  went  largely  undetected  by  the  KW  test  for  significant 
differences  among  coded  levels  of  the  factor  NP.  The  results  indicate 
that  for  a hard  material,  such  as  the  margaging  steel  used  in  the  Phase 
I program,  razor  scratching  before  precracking  may  lead  to  increases  in 
either  the  variability  or  the  magnitude  of  the  response. 

The  KW  test  results,  given  as  Appendix  Table  V,  indicate  that  at 
the  10  percent  confidence  level  the  only  potentially  significant 
responses  are  Kq  for  Titanium  (R,  T,  and  L)  specimens  and  Kq_pj^  for 
Steel  specimens.  In  this  table,  for  Titanium,  y.  is  92  percent  for  Kq 
responses,  and  for  the  Steel,  s is  96  percent  for  Kq_pj^.  Graphical  and 
MLR  analyses  of  the  Titanium  data  indicated  that  there  is  no  effect  of 
NP  on  the  magnitudes  of  the  responses  of  Kq  for  Titanium.  This 
eliminates  Titanium  from  further  consideration  for  effects  of  notch 
preparation.  However,  results  of  graphical  and  MLR  analyses  conducted 
with  the  data  for  Steel  indicate  that  NP  is  significant  for  responses 
Rgb»  These  NP  results  are  summarized  in  table  11,  which 

also  gives  some  results  for  responses  Kj  and  K^,  two  responses  for  which 
significant  effects  of  NP  were  not  found. 

The  observed  significant  effect  of  NP  for  Steel  specimens  is 
Illustrated  in  figure  17,  a plot  of  %RD  of  Kq_pj^^  vs  aA?.  Results  in 
table  11  indicate  that,  statistically,  Kq_pj^  responses  are  affected  more 
greatly  than  the  other  two  significant  responses,  R^^^  and  Kq.  Figure  17 
illustrates  an  effect  observed  in  plots  for  all  three  responses,  R^^^, 
Kq_pj^,  and  K^:  Variability  of  responses  for  NP  code  1 is  greater  than 
that  for  codes  2 or.  3. 
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Figure  17  also  illustrates  two  effects  observed  only  for  responses 
and  (1)  the  mean  and  median  responses  for  NP  code  1 are 

greater  than  those  for  codes  2 or  3,  and  (2)  there  exists  along  the  top 
of  the  trend  band  (of  each  plot)  a set  of  NP  code  1 data,  with  no  data 
there  for  the  other  NP  codes.  Not  illustrated  in  this  plot  is  the 
observed  effect  of  NP  on  the  magnitudes  of  the  responses  of  K^:  The  Kq 
responses  are  generally  smallest  for  data  of  NP  code  1,  and  there  are  NP 
code  1 data  at  the  bottom  of  the  plot  of  for  Kp.  Thus,  for  NP  code  1, 
while  the  magnitudes  of  responses  of  selected  specimens  are  greater  for 
response  of  and  they  are  smaller  for  Kp  responses;  further, 

NP  code  1 responses  for  Kq_pj^,  and  Kp  are  more  variable  than  those 

for  NP  codes  2 and  3.  Clearly,  selected  test  results  of  Np-code-1  steel 
specimens  are  signficantly  contributing  to  the  variability  and  magnitude 
of  results  for  responses  R^^^,  Kp_p|^,  and  Kg  for  steel. 

Our  interpretation  of  these  findings  is  that  some  Steel  specimens 
of  NP  code  1 (razor  scratched)  were  somehow  improperly  prepared  for  the 
precracking  process.  The  net  result  of  this  improper  preparation  is 
that  something  (perhaps  an  uneven  crack  front 'or  perhaps  cold  work) 
occurred  in  the  test  specimen  during  precracking.  As  a result  of  this, 
(1)  responses  that  are  a function  of  maximum  load  (R^^j  and  Kq.pj^)  have 
greater  than  expected  magnitude,  (2)  the  response  that  is  a function  of 
total  energy  absorbed  (Kp)  has  smaller  magnitude,  and  (3)  those  that  are 
a function  of  either  Pp  or  energy  to  maximum  load  do  not  appear  to  be 
affected  by  NP.  Because  these  effects  of  NP  were  not  observed  for  the 
softer  materials.  Aluminum  and  Titanium,  it  is  further  speculated  that, 
in  general,  the  observed  effect  of  NP  occurred  in  this  Steel  because  it 
is  a difficult  material  to  scratch  with  a razor  blade,  especially  after 
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the  blade  begins  to  become  dull,  as  it  might  after  being  used  to  scratch 
several  hard  steel  specimens. 

The  results  given  above  are  believed  to  be  unaffected  by  the  pre- 
viously discussed  effect  of  the  level  of  maximum  on  the  responses  for 
Steel-  This  was  assured  by  graphical  analyses  in  which  the  responses 
for  code  3 were  tagged  and  counted  for  each  NP  and  a code 
subdivision.  Thus,  it  is  concluded  that  razor  scratching  before  pre- 
cracking may  lead  to  increases  in  either  the  variability  or  the  mag- 
nitude of  the  reponse  for  a hard  material,  such  as  the  maraging  steel 
used  in  the  Phase  I program. 

6. 7 Sensitivity  of  Response  to  Crack  Size. 

In  this  section,  the  sensitivity  of  the  response  to  crack  size  is  shown 
to  be  a function  of  the  choice  of  response  parameter  and  of  the  material. 

The  response  parameters  most  sensitive  to  crack  size  are  Kj  and  Kj,  both 
of  which  are  based  on  energy  to  maximum  load.  Among  the  three  materials 
tested.  Steel  is  most  sensitive  to  crack  size  and  Aluminum  is  least 
sensitive  to  crack  size. 

Comparisons  of  the  sensitivity  of  response  parameter  with  that 
of  one  of  the  responses  based  on  %RD  of  K is  facilitated  here  in  tables 
9 and  12  and  in  figure  9,  by  the  conversion  of  data  for  response  R^^  to 
percent  relative  deviation  (%RD  of  R^j^)  from  an  arbitrary  reference,  the 
mean  R^j^  for  each  material,  as  discussed  in  Section  6.4.  Table  12 
contains  selected  data  from  table  9.  These  are  data  needed  to  compare 
the  relative  sensitivities  (of  all  seven  responses)  to  crack  size.  Two 
numbers  are  given  for  each  combination  of  response  parameter  and 
material.  The  first  of  these  is  the  slope,  in  the  relationship  between 
%RD  of  response  and  crack  size  (eq.  14),  and  the  second  is  the  residual 
standard  deviation  obtained  from  the  fit- to  equation  14. 
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The  indicated  slopes  and  residuals  lead  to  the  conclusion  that 
responses  based  either  on  a single  value  of  load,  including  Kg,  and 
Kq_pm,  or  on  a total  energy,  Kp,  are  less  sensitive  to  crack  size,  in 
comparison  with  the  sensitivities  of  responses  based  on  an  energy  to 
maximum  load.  The  slopes  for  responses  that  are  based  on  either  a load 
or  total  energy  are  comparatively  small.  They  vary  from  0.04  to  0.11. 

On  the  other  hand,  slopes  for  responses  Kj  and  Kj  are  particularly 
large,  ranging  from  0.20  to  0.43.  Slopes  for  response  are  intermediate 
in  magnitude  ranging  from  0.11  to  0.18.  Thus,  responses  based  on  energy 
to  maximum  load  are  more  sensitive.  This  is  illustrated  by  regression 
results  for  aluminum  given  as  figure  9.  In  addition,  residuals  (table  12) 
for  responses  based  either  on  a single  value  of  load  or  on  total  energy  are 
generally  smaller  and  range  from  2.4  to  6.1,  whereas  residuals  for 
responses  based  on  energy  to  maximum  load  are  larger  and  range  from  5.3 
to  8.7.  Thus,  it  is  concluded  that,  among  the  seven  responses,  Kj  and 
Kj  are  most  sensitive  to  crack  size,  is  intermediate  in  sensitivity 
to  crack  size,  and  responses  based  on  either  a single  value  of  load  or 
total  energy  are  least  sensitive  to  crack  size  and  are  generally  similar 
to  one  another  in  sensitivity  to  crack  size. 

The  relative  sensitivity  to  crack  size  is  measured  by  the  absolute 
magnitude  of  the  slope  given  as  in  table  9.  These  data  indicate  that 

(1)  The  three  materials  tested  are  similar,  but  minor  differences  are  present. 

(2)  The  Steel  is  most  sensitive  to  crack  size. 

(3)  The  Titanium  and  the  Aluminum  have  similar  sensitivities  to  crack  size. 
Table  12  shows  the  similarities  between  slopes  for  most  responses  of  aluminum 
and  those  of  titanium,  and  it  shows  that  the  slope  for  most  responses  is  greater 
for  the  Steel  than  for  the  other  materials,  with  the  exception  of  responses 

and  K1  for  which  slopes  are  nearly  equal  for  each  of  the  three  materials. 
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Table  12  indicates  that  the  residual  standard  deviation  for  six  of  the 


seven  responses  is  smaller  for  Aluminum  than  for  either  of  the  other  two 
materials.  This  is  an  indication  that  Aluminum  is  least  variable. 

7.  Conclusions 

7.1  Responses  computed  from  slow-bend  tests  of  precracked  Charpy 
specimens  are  shown  to  be  linearly  related  to  crack  size. 

7.1.1  With  an  increase  in  crack  size,  the  response  of  increases  and 
the  K responses  decrease. 

7.1.2  At  fixed  crack  size,  the  magnitude  of  the  %RD  of  K,  for  each  of  six 
responses,  is  much  greater  for  the  Steel  tested  than  that  for  the 
Aluminum  or  the  Titanium,  a result  that  opens  to  question  the  validity 

of  the  reference  value  of  used  for  the  Steel. 

7.2  The  sensitivity  of  the  response  to  crack  size  is  a function  of  both 
the  choice  of  response  parameter  and  of  the  material. 

7.2.1  Among  the  seven  response  parameters  evaluated  here,  Kj  and  Kj  are 
most  sensitive  to  crack  size,  is  intermediate,  and  responses  based  on 
either  total  energy  (Kq)  or  a single  value  of  load,  (Kq.pj^,  Kg  and  R^^^) 
are  least  sensitive  and  are  similar  to  one  another  in  sensitivity  to 
crack  size. 

7.2.2  Among  the  three  materials  tested,  sensitivity  to  crack  size  is 
greatest  for  the  Steel  and  least  for  the  Aluminum. 

7.3  Preliminary  screening  of  the  data  used  for  this  analysis  led  to  the 
conclusion  that  a lower  bound  of  crack  size  equal  to  about  2.5  mm  (0.098  in) 
may  be  required  as  a practical  measure  to  assure  that  fatigue  crack  initia- 
tion is  properly  detected  and  that  it  has  developed  across  the  entire  front 
of  the  V notch  of  a Charpy  specimen. 
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7.4  Precracking  at  levels  of  maximum  outside  the  range  of  from  0.4  to 
0.9  times  K smallest  Is  to  be  avoided,  as  either  the  magnitude  or  the 
variability  of  computed  responses  of  K or  may  be  greater  than  that 
for  responses  for  specimens  precracked  within  this  range- 

7.4.1  Available  data  for  the  Aluminum  and  the  Titanium  tested  Indicate 
that  precracking  at  levels  below  a ratio  of  about  0.4  1s  to  be 
avoided,  as  either  the  magnitude  or  the  variability  of  the  response  may 
be  increased. 

7.4.2  Indications  that  precracking  at  a low  ratio  may  increase  the 
magnitude  of  the  response  were  obtained  from  results  of  tests  of 
Aluminum  specimens.  At  a ratio  less  than  0.4,  the  magnitude  of  the 
response  is  greater  for  crack  sizes  of  a codes  1 and  2.  This  was 
observed  for  four  of  five  significant  responses  Kq_pj^,  Kj,  Kj  and  K^. 

For  the  fifth  significant  response,  Kq,  the  magnitude  is  greater  only 
for  a code  1. 

7.4.3  Indications  that  precracking  at  low  ratio  may  increase  the 
variability  of  the  response  were  obtained  from  Titanium  and  Steel 
specimens-  Results  for  Titanium  specimens  indicate  that  the  factor  maximum 
is  significant  for  all  seven  responses.  On  the  basis  of  limited  data 
available  for  six  of  these  responses  and  for  a codes  1 and  2 only,  it  is 
concluded  that  responses  for  specimens  precracked  at  a very  low 

ratio  of  0.20  may  have  greater  variability  than  those  for  specimens 
precracked  at  a ratio  of  0.40.  Variability  of  R^j^  responses  for  a codes 
2 and  3 of  Steel  specimens  is  decidedly  smaller  at  intermediate  levels  of 
the  ratio. 
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7.4.4  Results  for  the  Steel  specimens  indicate  that  the  magnitude  of  the 
response  generally  tends  to  increase  with  an  increase  in  the  ratio 
over  the  range  of  ratios  of  from  0.33  to  1.3.  This  effect  is  most 
marked  for  specimens  of  a code  2,  and  it  is  an  indication  that  pre- 
cracking at  very  high  ratios  above  0.9  is  to  be  avoided. 

7.5  Among  the  three  levels  of  notch  preparation  tested,  no  signficant 
effects  of  the  level  of  NP  on  the  response  were  observed,  except  for  steel. 

The  results  indicate  that  for  materials  similar  to  those  used  inthe  Phase  I 
program,  similar  responses  are  to  be  expected  from  a standard  notch  that 

is  either  razor  scratched  or  EDM  sharpened  or  from  a sharply  (non-standard) 
machined  notch.  The  results  suggest  that  for  hard  specimens  (like  the 
steel  used  here)  razor  scratching  may  not  be  appropriate  because  hard  specimens 
may  be  difficult  to  scratch  uniformly. 

7.6  The  results  indicate  that  the  response  Kg  based  on  a 5-percent~ 
secant  intercept  may  be  inappropriate  for  characterization  of  fracture 
toughness  using  precracked  Charpy  tests  conducted  under  conditions  used 
in  this  study. 
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and  replot  all  affected  results. 
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Table  1 


Proposed  Test  Matrix 


Coded  Levels  of  Factors 


NP  a 


111 
112 
113 
12  1 

12  2 

12  3 

13  1 

13  2 

13  3 

2 11 

2 12 

2 13 

2 2 1 

2 2 2 

2 2 3 

2 3 1 

2 3 2 

2 3 3 

3 11 

3 12 

3 13 

3 2 1 

3 2 2 

3 2 3 

3 3 1 

3 3 2 

3 3 3 


Proposed  Number  of 
Tests  Per  Material 

AT,  Ti,  Steel 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

54 
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Table  2 


Actual  Numbers  of  Tests  Conducted  for  Each  Level  of  the  Factors 

and  for  Each  Material. 


K.* 

NP 

a code 

= 1 

a code 

= 2 

a code 

= 3 

Sum 

for 

all  a 

levels 

T 

code 

code 

0.097"<a<.140 

0.140<a<0. 

180  0.180<a<0.242 

All 

Ti** 

A1  Ti  Steel 

A1  Ti 

Steel  A1 

Ti 

Steel 

A1 

Ti** 

RTL 

Steel 

1 

1 0 

1 

1 2 

2 

0 

1 

3 

2 

3 

3 

6 

1 

2 

1 2 

2 

0 1 

2 

1 

1 

2 

2 

4 

4 

6 

3 

1 1 

2 

2 2 

2 

0 

0 

2 

3 

3 

3 

6 

1 

2 2 

2 

2 2 

1 

2 

2 

3 

6 

6 

6 

6 

2 

2 

2 2 

1 

2 2 

1 

2 

2 

2 

6 

6 

6 

4 

3 

2 3 

2 

1 1 

2 

3 

2 

2 

6 

6 

6 

6 

1 

2 2 

1 

2 1 

3 

2 

1 

1 

6 

4 

0 

5 

3 

2 

2 3 

2 

2 2 

2 

2 

1 

2 

6 

6 

0 

6 

3 

2 4 

2 

1 0 

2 

3 

2 

2 

6 

6 

0 

6 

TOTALS 

43 

44 

28 

51 

* See 

Table  7 

for  codes 

used 

in  computer 

analysis 

**Data 

: used  in 

the  analyses 

for  Titanium 

include 

R. 

T,  and  L 

specimens  and 

exclude 

all 

Charpy  specimens 

prepared  from 

a CTS  specimen 

that  was 

designated  W. 
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Chemical  Composition 
(Percent  by  Weight) 
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MECHANICAL  PROPERTIES  AND  RESULTS  OF  TESTS  OF  COMPACT  TENSION  SPECIMENS  (CTS)  TESTED  BY  METHOD  ASTM  E 399 

Plot  CTS 

Properties  From  char-  Fracture  CTS  „ k^k  / 

Tensile  Tests  acters  Toughness  Thickness  Handbook  Properties 

Elastic  Mod.  Poisson 
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(c)  1.54*  --  These  specimens  were  eliminated  from  this  analysis. 

(d)  Fails  thickness  requirements  --  computed  K from  Charpy  specimens  of  this  material  were  generally 
greater  than  this  value. 


Table  5 


Determination  of  K Smallest 


CRITERIA 

(See  Eqs.  1,  2,  and  3) 


*^(1)  ^3)  '^(2) 


MATERIAL  & 

ASSUMED 

PROPERTIES 

A1 uminum 

Gyi  = 60  ksi  = 0^2 
= 40  ksi(in)l/2 
E = 10  X 10^  ksi 


.002E 


40  34  20 


Titanium 

= 100  ksi  = 0^2  ®0  57  ^ 

Kj^  = 80  ksi(in)l/2 

E = 16.5  X 103  j^si 


Steel 

Qy^  = 200  ksi  = a^2  ^00+  114  ^ 

KIc  = 100+ 

E = 30  X 103  |^5T 


* Qy^  is  the  static  yield  strength  at  the  precracking  temperature 
and  0^2  static  (slow  bend)  yield  strength  at  the  test 

temperature. 
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Preparation  and  Testing  of  Specimens  and  Preparation  of  Raw  Data. 
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Fatigue  Precracking  Levels,  and  Their  Codes  for  Purposes  of  Data  Analysis 
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smallest 


Table  8 


Kruskal-Wall is  Test  of  Significance  and  Cumulative 
Probability  Values  for  Response 

Type  of  Response  Cumulative  Probability  Value  for 


Statistic 

Parameter 

N 

Material 

NP 

a 

Single  Material 

Individual  Responses 

^i 

43 

Aluminum 

68.9 

56.9 

>99.9 

Mean  Responses 

Y 

24 

Aluminum 

61.2 

52.8 

99.4 

Reproducibility 

s 

17 

Aluminum 

51.3 

70.7 

96.8 

Individual  Responses 

^i 

44 

Titanium,  all 

22.5 

100.0** 

93.4 

Mean  Responses 

Y 

24 

Titanium,  all 

7.3 

>99.9 

41.9 

Reproducibility 

s 

16 

Titanium,  all 

57.2 

94.3 

69.8 

Individual  Responses 

^i 

28 

T RTL  only 

57.5 

49.8 

96.9 

Mean  Responses 

Y 

16 

T RTL  only 

25.0 

20.9 

95.1 

Reproducibility 

s 

11 

T RTL  only 

40.9 

89.8 

37.2 

Individual  responses 

^i 

51 

Steel 

63.5 

98.5 

99.9 

Mean  responses 

Y 

27 

Steel 

35.3 

96.0 

99.6 

Reproducibi 1 ity 

s 

21 

Steel 

77.8 

25.5 

75.5 

Combined  Materials 

Individual  Responses 

Rank*  of  y. 

122 

A,  T(all),  & S 

61.3 

99.3 

100.0** 

Mean  Responses 

Rank*  of  Y 

67 

A,  T(all),  & S 

92.  7 

99.2 

>99.9 

Reproducibility 

Rank*  of  s 

48 

A,  T(all),  & S 

53.5 

3.5 

99.5 

Rank  is  assigned  within  the  response  for  a material 

Rsb  = 6Pjj^W/B(W-a)^aY 

**  >99.9995 
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^Given  as  an  R . response  or  as  a % RD  of  a K response. 
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Table  11.  Effects  of  Notch  Preparation  on  Results  for  Steel  Specimens. 
CPV  From  KW  Test^^^  CPV  from 


Response 

^i 

Y 

s 

MLR  Analysis 

Findings  from  Graphical  Analysis 

''sb 

70 

40 

86 

95 

For  NP  code  1,  both  variability, 
and  magnitudes  of  mean  and  median 
responses,  are  greater  than  those 
for  codes  2 and  3. 

•^Q-PM 

30 

18 

96 

97 

Same  as  R^j^  (above). 

80 

72 

37 

94 

For  N P code  1,  variability  is 
greater  than,  and  magnitudes  of 
mean  and  median  responses  are 
less  than,  those  for  NP  codes 

2 and  3. 

''j 

6 

8 

58 

88 

No  significant  effects  of  NP. 

18 

26 

78 

89 

No  significant  effects  of  NP. 

(1)  Taken 

from  Appendix  Table 

V. 

60 


Table  12.  Sensitivity  of  Responses  to  Crack  Size. 


Regression  results  for  %RD**,  taken  from  table  9. 


Material 

R K 
sb 

•^Q-PM 

''j 

^3 

Slope  p. 

A 

0.064 

-0.074 

-0.073 

-0.040 

-0.22 

-0.25 

-0.11 

T 

0.056 

-0.067 

-0.091 

-0.096 

-0.20 

-0.25 

-0.10 

S 

0.059 

-0.066 

-0.115 

-0.102 

-0.31 

-0.43 

-0.18 

Residual 

Standard  Deviation 

A 3.9 

2.4 

3.0 

4.0 

6.2 

5.3 

5.8 

T 

5.8 

5.9 

4.7 

5.0 

8.7 

8.2 

7.6 

S 

3.7 

6.1 

3.1 

4.1 

7.1 

6.9 

6.1 

%RD  = a + pQ. 
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Fig.  A 


hH 


Fig.  B 


h •- ^ 

KH 

A 

1. 

W 

t 

Machined 
Root  Radius 
(mm)  (in) 
.250  .010 

.125  .005 

.250  .010 


Notch 

Preparation 

Code 

1 

2 

3 


Special 
Preparation 
razor  scratch 
none 

EDM  with  razor 
electrode 


Final 

Root 

Radius 

.05  mm  (.002  in) 
.125  mm  (.005  in) 
.05  mm  (.002  in) 
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Fig.  A 


Measurement 


Response 
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Fig.  B 


Fig.  C 


-PM 
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PLOT  CHARACTERS  REPRESENT  ALUMINUM , TITANIUM  , AND  STEEL 
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PLOT  CHARACTERS  REPRESENT  CODED  Kf 
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a/w,  NORMALIZED  CRACK  SIZE 
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Fig.  II 
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PLOT  CHARACTERS  REPERSENT  CODED  CRACK  LENGTH  DATA  FOR 
CTS  SPECIMENS  R T AND  L ONLY 
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PLOT  CHARACTERS  REPRESENT  CODED  CRACK  LENGTH 
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PLOT  CHARACTERS  REPRESENT  CODED  CRACK  LENGTH 
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0.25  0.30  0.35  0.40  0.45  0.50  ■ 0.55  0.60 

a/w 

PLOT  CHARACTERS  REPRESENT  CODED  NOTCH  PREPARATION 


Appendix  Table  I - Raw  Data  Used  to  Compute  Responses  of  Precracked  Charpy  Tests 
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Appendix  Table  II  - Reference  Toughness  and  Computed  Precracked  Charpy  Responses. 
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Table  IIB  - Titanium 
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VD^CSit^^i-HVD»^<S4a»a^O^DrHOO^a>OO^VOa>mCMGOOCO^i-ICSi 

lOvotAiDtor^mmvotovDr^vDr^vDvDmvDotAvDiDvo^ovovDiOiotA 


o ocsjrotnmr^vorocooooorooo^ma>^rovovDOf^o^tDO^r^o>^€M 
c£  foa><*o^ooif>ootn«^o^a^mr«*fo<Moocoio«-4^mroin^cNjmc>j^ir> 


^ rootnvor^o^csiooo^^o^^^fHr-to^o^CM^  i O%C0r-Hr-imCSI 
«Hr*4rO  CSJ  ifHc^fO  II  CMiHrH  CW  iH  rH 


torHOCsio^a>^i-Ho^oO'^csir*^rotf)0^oorHr^cgo^fHtoi-io^tc 

csi^in<^rHr^a>CN4m^^wDioa^^f^«^'OOOrH^ro^tocMa>c^i-Hoo 

oDtDinoocsiof^oo^i-iDmfoo^o^oo^f^mo^mfHr^ooovDOOCsjo^ 

oooooooairHODr^orHrHaicoo^oor^ooo^ooooa^oor^ooooor^oor^ 


Q tDtooor^oovof^^ma^oi^r^i-Ha^GOQOCMao^tno^co^mcootn 
OlOrOOOCOVOr^at<3'OOOOrHtOCOO^rHCSJU>rHrHa>OO^DrOiOCsirHO 


^ r^OOO^GOiHr^roaTaii-HrHOOCSl  ^OrHCNJGOrOCOCVJCOCSJCT>r^rHCSJfO 
CNJ  CM  I coco  IrHrHCMrHrH  ICM  | 

t 


OtOCTii-Hi-HiDCSlOCOUSlOr^OOiOO^r^rHO^^OrHCOr^O^^^OO 

rHinr^OOrHrHf^Oinr^r^^r^r^OtOrHCMinrHOrHaiinrHf^O^inCM 

• ^ 

^ ^^o^r««.a^oor^focsicMCMr^ir)CMt^a^io^oo<MO^mmroooo 
GOoooQOcoocof^o^rHrHa>oooooor^ooa^ooooa>Gorva^oooor^r^oo 


Q rH<MtDcsjir)ooocM«i-a>a)eMr^oir>mcMO^oa>^tDtDCMO^oo^ 
os:  cMf^^cDor^oom^oo^^mcsitn^^o^cocDocor^rHr^CMincMrH 


^ fHrHCMCMtni^  I mrHCnrOfOf^r^O^VDO  I inr^CMOOf^fHrOOOCSIrH 
llrH  IrH  i— I iHrHlIlrHrH  rH  ll  lllll 

I I I 


iOtDrH^OOOO^COfOtOt^COOlf>OO^fHOOr^cn«^*OOOOCOrHinfnrH 

CTitnvOO^rHr^r^CMf^^'^iOCMCO^rHinO^CM^OOO^m^CMrHO 

«T3 

vDvor^OrHa^^^j-cMtDr^rvCMO^a^orotnvor^csjrotniHrotoinfHvDr^ 

r^r^cor^coa>oor^ooCT^ooor^r^r^r^oooof^GOoor^r^Gor^r^r^r^r^ 


O^tDintDfOCMinr^mini^CvjCMa^rHQOCMOCMrH^CMtOOOfHCnCMVO 
Q tOCOrHmrOrHror^iHfOCOrHOOmOOrHOCOr^OVDtnor^rHrHrHCMO 


rHtOi^rHOOCMrHmr*N.mtnrOOOtn^COrHO^^rHtOOr^r^OfHtnf^tD 
^ iHrH  I rHrH  I CNJCsIrH  I I rHrHrHrHCSJrH  t rHrH  I i-HrH  I rHrHrHrHrH 
II  11  111  I I 1 I I I II  II  lllll 


S vDCOOOooor^a^csirorotnrHcoo^cn^^rHir)air^mr^»j^r^ooa» 
Q-  ODr^rHavoovDCM^QDa>a^eM<-CMCMr^mio^cor>.vDrHooc^cMO^m 

1 

oo^roooc^cor^f^ooo^i-ocMOLOooioaicMa^^rHo^ait^^in 


r^corHOtDc^^ovDcnror^mor^OrHo^omto^ooOiD^csjoo^- 

^ OCOOOOrOfHOlOCMCMOairHOrHCOO^OOOrHOOC^a^O^OrH 



Oi  iHrHCMCMCMCMCMrHCMCMCvJCMiHCMCMCMCMrHiHCMCNJCMiHrHfHrHrHCMCM 


0 inoomooooocoaivn^^ocM^rorHincMOOOrocMOcorHcsiroa^co 

01  aicntororHp^oootDaici^ocMr^^vomoo^^r^mtoooco^mr^m 


^ rovor^vDr^r^fo^r^vDtoo^r^csjrHrH^«^^if>oo  iHrOUDrHrHinrO 

II  It  IrHl  IlIrHrHl  II  I llll 

t I I 


CMrovofocotncoiotDroroo^cMtoror^iDinrHooocncocoOfHo^m 

ooaioo<yi^rHCM^a^^«^cMrorHr^voincD«^^r^cor^ooa^cor^ro<^ 


^ ^CNiCOCMa^CMeMrOOOrHrHr^C^rommvOrH^rO^OOiOOCMOtOCOO 

r^r^oor^r^OGor^r^c^cir^r^Gor^r^r^oor^r^oor^r^oor^r^f^rNiGO 


ooooooooooooooooooooooooooooo 

o^c^ooli^tnmtnmLnlf>lomu^ml/)<MOO^c^o>oo>OQ^c^o^Q>o 

rN.r^rvr^i/)miftminintr)mLomminor^r^f^r^r^f^r*^r^rvr^r^r*^ 

r%.^^^.^rvcooocooocoooooQOoococooooor^^^^^r^r^^^^N.l^^^^N.^N.^^ 


c 

01 

E 

U 

01 

Q. 

</> 


csiro^mr^cMtDcn^oocorHtocM^m<oorHr^csjiniooroair^^oo 

I i I I IrHrHrHiHrHrHl  I 1 I iCMlrHlrHrHiHrHrHlrHrHi^ 
rHrHrHfHOOOOOOOOOOOOCOrHrHT-HrHiHrHrHrHrHrHrHrH 
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Specimen  Kj^.  % RD  % RD  K*  % RD  % RD  Kj  % RD  % RD 

SI  120.50  142.42  18.19  2.09  126.92  5.33  157.17  30.43  175.78  45.88  196.26  62.87  112.95  -6.26 


f-i^iOO^o^4^<MomcMr-iiocoOf-»cviooootn4^oror*«.rococsia^o^oooocoeorooa»ooocoinrHmoroa^vo<'THr^CDOD 

o^a^a>iDorocsia>tncsio^iOOiHir>m<M^«^'Oor^coocoocoLOoorocsir-400csii0^ouD^toiftrooo^r^cr>rHcsii-i^o 

I oOiOOVD  I inmmcs4iD<^^ooroo^r^ocMCMCM^  csior^co^^minina^ro^Drouioocnc^  i 

I IrHCNJrHl  I irHrH^r-tlf-ii— *iHrHfHrHr-lr-ll  I B I t I I I I liHi— If  liHj-rHrH  | i 

til  II  I I I I I I I I t t f I II  III  II 


m^Or-ia^oor-icsico^cviroc^4r>f-io^<^<nr^oinr^rHf^oocsjr^r^r-iooi-iaocM€vj<sitnini 

oo^rHOr-tinfHt^csir^o^oor^^ootnmoioocMincsimiooifJtoo^iOvOiomr^rHr^f^i 


ic\JOOGOOOCsioor^ocsir^rocj 

irO^CSIOOOtfOOOr-IOCSjCVJrH 


€^J^ovo^a>o^oOfHm^oorococslmooc^if^^^^atr^tr>lDlr)^oo^^oo^^om^^cof0^r>^CMVDOC^>^^no^o^o<l^oor-^ 

r-4r-IOa>aiOCS|fHOCnfHCSJiHrHOOOOrHOOC^a>OOOOr-iesiiHOrHr-liHr-lr-lfHrHCrvOi-4fHOOOOCgt-4f-li-l01O 


CSJ  < 
O < 


'ro^Ofomf^o^csjoor^CMaia>orofo^mr^cMp^OiH^DC^^vDOOo<i*iHinrNi<0^^r-iCMiHOOf-iooat4ncr\r-i^^a^o 

>VD^OrHOOr^CIO^CJOOOf^in«M010>COr^r^GOi-<iHCSIOOfnr-ICMO^r-lrOCnOOr^f^^OCMVOOfO^^OOOOr^f*s.«eJ'^ 


? 


o^rHroooo%sDr-ivotor^orocMa^c^c^crt^ir>^cn^oi-i^ocM<nrN.oo^oocnr-tiHr-ioococnr^r^r^<sio^iomcoao^^ 

i0^^o^oooGO^n^oc^lr^<^4ft^Dco^oro^or>.p^^csl<n^o^Ofoco^^vofcOln^c^Jvo^fim^Oin<^J^ocooo^^rocMoo^^•5^m^ncn 


^r^oooor^o^inom^moOGOr^r^^<NJCMfHoooiHo^oo^<‘CsicM^ofN.ii>csiiOfHinmir>^^r^m^o^inoooiogDoomtD 

mco<Mfncsivor^atoo>r-icsir^<nf^^io<^rs.tf)vo^r^r^atooa^Oin«^vooocooocoooooop^or^rHiHir)t^a^c>joocM<sioo^ 


roro^ooovoooooa^CNjr-icMor^o^r^coootooif)oi^r^rooorHintn^a>ootncsj^cM<si<vj«j*r^otor^r^o^tnmfMa»r-i<MrH 

r^atr^Ln^csicgcDir>inr-ioooom<^^^rHr-(r^LnvoatomiAoaioocoiOLnoooooooOLnvocsjcstr*^r^ini.ncvtt-ir^a^(A^ 

f-<rHfH^fHCSJC\liHrHiHC>JCs|^rHiHr^r4rH<NiCSJi-HrHr-lr^C\liHiHCSirHf-li-HrHi-HCSJ€>4r^rHfHr-lr-<CsJCNJiHrHrHiH<SiCSIfHrHf-HrH 


o^coioaorHoorororr>^o>eMOOOr-i^iDOr-if^vDtnfHr^f-iinoooocsicsio%csjro^<no^mminiHoa><MiOf^voir>c^ro^^Or-i 

r-ir^^rr>csj^rofoa^or^^oo«^*^orofo^Or^^iDf^QOvD^r^<^ooa»csiromo€^r^rHi-i<ncNjfOGO^mo^o^mtnr-iir>m 


f^rHco<\i^mrvroo^oo^o>iOfHmr^vo<Dr-iincMmoovoi-tr-c^f^ocoiDa^r-*iocOrH^^^ooofoooocMa>^inrH^r*».in 

<M^cn<MeNjOiO^CNirHm«^fOincsiC'4Cs4CMvDmrorHcM^i,n<si<M^^f0^csicvj^<^<nrorr>rHcsiiDiDrorocsir-iiomro^csicsi 


r^^fH4.of^o^rHiD<ncsimrn^CNjooioiD<*oocMvDoooa^muDuoooor^ro^ootHrHir)inooicaDr^fooiftr^o^o^Or-ico 

CMOOOo^tjo^iDf^incNjmof^^THOcsicNjr^o^rof-iat^roroatvo^csjoo^aviooovot^csjmr-i^r^cor-iair^^^r-tr^cM 


rooor^a>a^fHcsiiDCM^ooro<sjrHfo<sicvj^oor)OuniOc\jvoor^a^r^vomvOinoooOrHiMo^ror^or^rs.rooor^oo^fOiH 

fcA^^^D^^oto^^ln^CDCo^oomLncnin9>ool/>rolr>r^oo^l^>r>^^lDr^in«^^^r»*ir)OiD«fk^a>a^vom^^c^com^^Lnm 


r^ororvcsirota^r^covDCMrs.^roinooocorHfHcocsjiHfocsj^CMrHm^o^rooocooiDiDr^r^a^rooor^iDatr^o^otno 

CO^f^OOr^CvJOCNjr^^0^rO^O^OOrHr-!rHr^OrOf^^GOOOO^OVOOOCsjCMf-l<*Cr>U3^^iH^004£)a^rOGOCsjror^OtnaD 


iDinromf^csiinr-itsjrHin^^oooooiD^i-ivDrHa^i-tfHcsj^ooooror^^csjmt^ooocsjcja^fHGOiHf-ioomcsjcvjmo^^ooo 
f-l<SJCMrHfH^^fOCNJiHfOfOCMrOrHiH*-lrH«^*rOCg  CSirOCOtHr-ICMCVICSlfOCSJiHCSJCSICMCSJCSJ  CsJfO^<Mi-lrHi-«<'rOrHfOCSit-l 


fOrHoc\jma>oooomiHO^roroTH^ror-ifHcgrocsjmooav^io^ooroi-icovDtn^CMiooo<MOooocsjmr-i^^ma^cr»vom 

COiHM^COOCOr^tHO^rOl^OGOCOro^0^a>r-tf^OOf^tfilf)OrOCSia»C4CO^rnOOOOOO>00000>OCOC>VDrOOO^OCMrHCSIr-4 


OlHa1C^r-l1-^^oor^<•cs^cslc^^ocn^o^o^o<•tf)r^vDooooocsl^aorocMr^coc^J^^r^r^^^^ovDOvn^oo^vDl-lro^c^4m^r) 
rH  fH  iH  iH  rH  r*4  ^ rH  iH  rH  iH  rH  rH  s-H  rH  rH  fH  rH  ^ iH  ^ i-HrHr-IrHrHiHrHr^  r^  rH  rH  rH  pH  rH  iH  rH  fH  rH  tH  rH  rH 


iHrHaOCMa^OOfOf^f^rHr^<M^f^^^«^'r^OOOlC0^1^a^^m^COOror^Oa^O>OOGOOOrHGOOOO«:t*COCOCSJfr)OOa»a^ 

OrHCOrHVOO>a>m^0^fn^OOCsia>OrHrHror^CslfOOOir>OOrH^DC\JVDO^r^CslO^CMf^OOQOOOrHC\Jf^CMr^CSJr^rOCslinOvnt^r^ 


focsjcMOOoomaicsiiDCOr^oo  r^i  immm^roo^csicsioom^corHrocsjrHco^i  rH^^f^rorHr^a>tjDini-H<sjfnro 

lift  III  It  I rH  I II  II  rH  I lilt  III 

I I 


r^ln^csl<s||Hfn^noa^OrHooro<nCT>oor^Olnr^r^vDm^OrHCsJO^oovD^^fo^n^s.cn<ciDco«^*cor^mmG^or^lr)lr)rHlncn 

oooi^r^oo^^r^u^cor^^cMromroroairHtnor^inoniDr^i^oococvoorHcocsi^inmrH^rHcsio^OrHcsjorHcsjoooi 


^Ofor^oor^Csif^csio^c^OrHoa^m^^vDvDvooo^coroornuo^csi^f^oo^^oo^rHrHr^micatmc'rHo^oor^a^fovoto 
rH  CSJ  rH  rH  rH  CH  ^ rH  rH  O Csl  CO  CH  CH  rH  rH  rHrHCsjCSJrHOrHCJ  CSJ  rH  rH  CSJ  CsJ  CSJ  CSJ  rH  rH  CM  CSI  rH  CSI  CSJOrHCSJCsJrHrHrHOCSJCSJ  rH  CSJ  rH  rH 
rHrHrHrHrHrHrHrHrHrHrHrHrHrHrHrHrHrHrHrHrHrHpHrHrHrHrHrHrHrHrHrHrHrHrHrHrHrHrHrHrHrHrHrHrHrHrHrHi-HrHrHrH 


oovDCMfo^coo<M<oo^r**»soaii.ovovoiDmior^^r^^oa>iDCsjcsjrHsocooorocsjvDi.Dr^r^coooiDi-Hai^ommrHcoo^rH 

OOOrHrHOrHOrHOOrHOrHCOrHOSa^OOaiOrHOOOrHOOrHrHCSIfOOOOOOCnrHOOa>OOOOOOrHrHCSj 


CMCSlCSJCSjeMCSJCMCsICMCSJCSJCSlCSJCSJCSjCSIrHrHCSJCSJrHCsJCSjCSICSICsICSJCSjCSJCSJCSJCMCSJCSlCSjesJCNJCSJrHCNJCSJCSIrHCSJCSICSJCSICSJCNJCSICSjesl 


«^rHcsjsDmooa^^coi.Dtor^ioc^oocooooor^vo^Oior^OrHr^rHcooLnsDSDoocsjr*^€sjCMir>o^ooioocoror^if>rHcooo^ 

csjovoaocsi^GOcorHro^u>coooc^^rororHmror^rH^oo^^4r>iDr^roatr^vor^rHoo^r^f^cnr^<-mr^cM^o^rHesi 

lnvdc^Jo^vDsofOod^^^omocslcsloocsJlnm^^a^cd^04r)esJ^^5^oco^r^cM^or^csJrHr^f^^©^i^o^lntoiO^«•^^^al^^Or^<sJO^ 

CSJrHCSI  CS|CSlCMrHrHrHrHCSICSirOCSICSlCSJCslCslCSJrHCSICSJ^CSJrHCMrHrHrOrOrOCSJrHCSJCSjCSICSJrHCSjesiCSJ<SICSICSJCSJrHrHCOCOCS4Csl 

rHOVDOO^rHO^OGOCSIfOrO^VOCSJCOOOOO^CSJOSOOOOOCOCOOOCSJOatrHCOCSjr^^lOlOCMCnr^CVI^fHCOOCSICOVOr^COO 

0>COr^rOrH^CS|^rHCSJrHlDOO^inOOCsjrHiOOOOlOOOCSjrN.a>tnOtDOO^m^OCslOOOOO^CO<*Or^4nvOror^mtOrOrHOO 

Oa^r^CsiCMCsJO>CMrHOO>CSJOOOir>rs.rHrHCOSOCSjaIorHCSJOOOr^^cJoO^C**^lDCOrHrHf^lDrHCO<SJCOf»>OCOrHt^COr^m 
mco^<ntoin^^^^cnm^iiOto^4r>inmin^^ir>r*^4n^«3-cocoiniDm^f0^tr>4n4r)<oiotr>minif)mm^^inm^m 
rH  rH  pH  rH  rH  rH  fH  rH  rH  rH  rH  rH  iH  pH  rH  rH  rH  rH  rH  tH  rH  rH  rH  rH  pH  rH  rH  rH  rH  rH  rH  rH  rH  pH  pH  rH  rH  rH  rH  fH  rH  pH  pH  rH  rH  rH  rH  rH  rH  rH  rH  rH 

OOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOOO 

tou^tniAioiOLntnibntninir)tr>ininknLninininLr>Lr)ininininininbOix)ininintnir>ioir)ininininininininiX)inininintni/) 

oooooooooooooooooooooooooooooooooooooooooooooooooooo 

CSJCSICSJCSJCSICSJCSJCMCSJCMCMCSJCSJCSICMCSJCSICSJCSICSICHCMCSICSJCSICMCSICSICSJCSICSJCMCSJCSICSICSJCSJCSICSJCSJCSJCSJCSJCSICSJCSJCMCSJCSJCSJCVJCSJ 


csjco^in^fif^ooorHcsjcn^mvDr^a^rHrHcsjco^miDf^oOfHCsico^invoooorHcsjoo^^m^Dr^ooo^OrHcsjro^tn^^r^co 

l/il/)CO</)l/></>l/>rHrHrHrHrHrHrHrHrHQCQSQiCCQitta:eCCCrHrHrHrHrHrHrHCSj|— ^1— H'rHrHrHrHrHrHrHrHrH 

OCQlQiO^O^QCOCO^  I—  >—  I— K-l— h- 
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Appendix  Table  III 


Results  of  Kruskal-Wal 1 is  Test  of  Significance, 
Cumulative  Probability  Values,  for  Factor  Crack-Size  , a. 


Aluminum 

N 

R K 
sb 

- O' 

•^Q-PM 

Accuracy 
(based  upon  y.) 

43 

4 

>99.9^ 

100.0 

>99.9 

99.4 

100.0 

100.0 

>99.9 

(based  upon  Y) 

24 

99.4 

>99.9 

99.9 

95.7 

>99.9 

>99.9 

99.9 

Reproducibi 1 ity 
(based  on  s) 

17 

96.8 

76.9 

69.7 

57.8 

94.6 

69.0 

96.8 

Titanium  (R,  T,  & 

L data) 

Accuracy 

(Yi) 

28 

96.9 

69.3 

94.9 

98.5 

96.8 

99.7 

69.4 

(Y) 

16 

95.1 

76.0 

94.1 

92.7 

96.2 

97.8 

83.8 

Reproducibi 1 ity 
(s) 

11 

37.2 

2.6 

8.7 

79.2 

6.9 

34.6 

36.0 

Steel 

Accuracy 

(Yi) 

51 

99.9 

98.0 

100.0 

100.0 

100.0 

100.0 

100.0 

(Y) 

27 

99.6 

88.7 

>99.9 

99.9 

>99.9 

>99.9 

>99.9 

Reproducibi 1 ity 
(s) 

21 

75.5^ 

N = 20 

86.9 

78.2 

42.0 

60.3 

8.2 

59.5 

Combined^ 


Accuracy 


(y^ 

122 

100.0  98.6 

100.0 

100.0 

100.0 

100.0 

100.0 

(Y) 

67 

99.9  94.9 

100.0 

>99.9 

100.0 

100.0 

100.0 

Reproducibility  , 

(s) 

49 

99.547-"  95.4 

N = 48 

90.0 

0.0 

94.  6 

42.1 

96.3 

1 

Includes  specimens  listed  above  for  all  three  materials 
= 20  for  calculation 

= 48  for  R^,  calculation 

4 SD 

> 99.9995 
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Appendix  Table  IV 


Results  of  Kruskal-Wal  1 is  Test  of  Significance, 
Cumulative  Probability  Values,  for  the  Factor  maximum. 


Aluminum 

N 

''sb 

- O' 

Vpm 

Accuracy 
(based  upon  y^ 

43 

56.9 

79.5 

98.2 

83.9 

96.0 

94.8 

95.5 

(based  upon  Y) 

24 

52.8 

78.0 

94.7 

63.7 

88.3 

88.2 

84.9 

Reproducibility 
(based  on  s) 

17 

70.7 

38.1 

72.4 

43.6 

60.4 

87.5 

53.7 

Titanium  (R,  T,  & 

L data) 

Accuracy 

(Vi) 

28 

49.8 

22. e 

3.8 

96.1 

76.9 

80.5 

83.6 

(Y) 

16 

20.9 

36.6 

44.0 

91.9 

84.7 

73.4 

89.9 

Reproducibility 

(s) 

11 

89.8 

89.8 

95.9 

84.7 

95.9 

98.6 

95.9 

Steel 

Accuracy 

(Yi) 

51 

98.5 

52.0 

95.4 

96.8 

52.9 

37.6 

68.8 

(Y) 

27 

96.0 

49.5 

70.4 

69.6 

32.0 

13.0 

51.4 

Reproducibi 1 ity 
(s) 

21 

25.52 

N = 20 

43.4 

81.2 

40.7 

85.1 

90.8 

74.5 

Combi ned^ 

Accuracy 

(Yi) 

122 

99.3 

84.1 

98.0 

99.9 

56.8 

50.9 

62.3 

(Y) 

67 

92.7 

39.6 

66.7 

98.1 

16.1 

11.9 

31.8 

Reproducibi 1 ity 
(s) 

49 

3.52 

31.8 

1.1 

59.5 

20.4 

10.7 

40.5 

M = 48 


1 

2lncludes  specimens  listed  above  for  all  three  materials. 
N = 20  for  only. 

N = 48  for  Rgj^  only. 
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Appendix  Table  V 


Results  of  Kruskal-Wal  1 is  Test  of  Significance, 
Cumulative  Probability  Values,  for  the  Factor  Notch  Preparation,  NP. 


Aluminum 

N 

R k 
sb 

•^Q-PM 

O' 

Accuracy 
(based  upon  y^ 

43 

68.9 

36.3 

68.4 

0.0 

41.0 

50.8 

62.5 

(based  upon  Y) 

24 

61.2 

36.7 

67.8 

4.6 

56.9 

60.0 

66.1 

Reproducibi 1 ity 
(based  on  s) 

17 

51.3 

86.1 

67.2 

83.6 

8.2 

56.2 

18.4 

Titanium  (R,  T,  & 

L data) 

Accuracy 

(Yi) 

28 

57.5 

91.6 

37.8 

49.2 

28.8 

25.5 

57.5 

(Y) 

16 

25.0 

80.1 

16.7 

2.5 

23.9 

17.6 

50.7 

Reproducibi 1 ity 
(s) 

11 

40.9 

47.7 

52.8 

6.9 

16.0 

38.2 

2.6 

Steel 

Accuracy 

(Yi) 

51 

63.5 

79.8 

15.3 

22.6 

7.7 

7.6 

21.7 

(Y) 

27 

35.3 

72.1 

13.0 

23.4 

8.3 

0.7 

26.0 

Reproducibility 

(s) 

21 

77.82 

N = 20 

36.9 

94.1 

58.2 

58.2 

74.4 

77.6 

Combined^ 

Accuracy 

(Yi) 

122 

61.3 

33.3 

61.4 

26.8 

50.6 

47.5 

72.1 

(Y) 

67 

59.1 

22.6 

43.3 

21.9 

52.7 

40.7 

73.9 

Reproducibility 

(s) 

49 

53.52 

40.2 

48.0 

38.2 

43.6 

26.1 

57.6 

N = 48 


2lncludes  specimens  listed  above  for  all  three  materials. 
3N  = 20  for  R . only. 

N = 48  for  R^^  only. 
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Appendix  Table  VI 


Residual-Standard-Deviation  from  Multiple  Linear 
Regression  Analyses  for  Seven  Responses  and  Three  Materials. 


a (Eg- 

J41 

a + Kf  (Eq. 

16) 

a + Kf  + NP  (Eq. 

17) 

Material 

Response^ 

N 

res.  S.D.  u 

res.  S.D. 

V 

res.  S.D. 

V 

4 

«sb 

43 

0.077 

41 

0.076 

40 

0.073 

39 

5 

''sb 

28 

0.118 

26 

0.119 

25 

0.105 

24 

6 

Rsb 

51 

0.072 

49 

0.060="* 

48 

0.059 

47 

4 

43 

2.39 

41 

2.41 

40 

2.44 

39 

5 

28 

5.94 

26 

6.06 

25 

6.03 

24 

6 

51 

6.56 

49 

6.49 

48 

6.46 

47 

6 

36 

6.14 

34 

5.65* 

33 

5.42 

32 

4 

Vpm 

43 

3.03 

41 

3.02 

40 

2.97 

39 

5 

•^Q-PM 

28 

4.70 

26 

4.77 

25 

3.18 

24 

6 

Vpm 

51 

3.07 

49 

2.52** 

48 

2.38 

47 

4 

43 

3.95 

41 

3.83 

40 

3.87 

39 

5 

28 

4.95 

26 

3.70** 

25 

3.67 

24 

6 

51 

4.09 

49 

3.72** 

48 

3.76 

47 

4 

43 

6.23 

41 

5.94* 

40 

6.00 

39 

5 

28 

8.67 

26 

8.64 

25 

8.64 

24 

6 

51 

7.08 

49 

6.72* 

48 

6.62 

47 

4 

''j 

43 

5.28 

41 

4.92** 

40 

4.98 

39 

5 

28 

8.15 

26 

8.14 

25 

8.13 

24 

6 

''j 

51 

6.91 

49 

6.65* 

48 

6.65 

47 

4 

•^d 

43 

5.82 

41 

5.64 

40 

5.70 

39 

5 

28 

7.60 

26 

7.57 

25 

7.49 

24 

6 

''d 

51 

6.10 

49 

5.77* 

48 

5.65 

47 

1 

For  the 

Rgjj  responses, 

for  which 

reference  values  of  the  response 

are  not  available. 

the  residual  standard  deviation  is  computed  from  the  response  For  each  of  the  K 

responses  the  computation  is  made  using  the  % RD  of  K and  the  magnitude  of  the  residual 
S.D.  will  reflect  this. 

2 

Includes  results  for  only  specimens  with  a > 140  mils. 

* Significant  at  the  10  percent  level 
**Significant  at  the  5 percent  level 
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